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loreword 


N presenting this, the 22nd edition of our Accessory Catalog, 
| we wish to call special attention to the many additions and changes 

that have been made. This catalog supersedes all former issues. 
It shows our full line of accessories, and renders obsolete all former 
illustrations, prices and description. 


We believe that our successful growth has been largely due to the 
rigid policies which we adopted at’the outset—up-to-date manufactur- 
ing equipment, fair selling prices, guaranteed shipments, an adequate 
Service Department, and the ever present desire to “play square.” 

Always use a separate sheet on which to write 
How to Order your order, and write it on ome side only. 
Avoid including it in the wording of your letter. This hastens the 
correct filling of your order. Use catalog numbers and write plainly, 
and when ordering by telegraph use Code words as they designate to 
us exactly what is desired, and save you expense in the message as 
well. 


State clearly whether your machine is to be operated on the Direct 
or Alternating Current. If on D. C., give Voltage; if on Alternating, 
give Voltage and Cycle. Obtain this information from a reliable 
source; preferably from your electric power station. 


When order does not give shipping instructions we will send via 
the most direct route. Articles of light weight will be sent by Parcel 
Post to expedite delivery wherever possible. 

; ; : onsibility 
Damage to Goods in Transit eee ae code gee 
receipted for by the express freight carrier, agent or Post Office, and 
we cannot be held responsible for breakage during transit, and if claim 
has to be filed for damaged goods, such claim should be nd by the 
consignee against the Transportation Company. 


Return of goods by parcel post should always be insured so the 
shipper is protected in case parcels are lost. 


As soon as it is found that goods are received in a damaged condi 
tion the carrier’s agent should at once be notified and have the dam- 
aged goods inspected. 


Neglect in complying with this rule places the responsibility entirely 
with the consignee in case claim is refused. 
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| Any defects in our apparatus that may develop 
Guarantee within six (6) months from date of shipment 
under normal and proper use, due to faulty material, imperfect insu- 
lation, or careless workmanship, will be repaired or replaced at our 
option and our expense, provided such apparatus is delivered prepaid 
to our factory. 

For repairs or replacements during the next twelve (12) months, 
we will charge only actual cost to cover, and after this period our 
service and our attention are to be called on when required, with the 
understanding that charges for overhauling “Fischer” apparatus will 
always remain as near actual cost as possible. We do not maintain a 
repair department for profit — this department is entirely for your 
service. 

We will not assume any liability for work done by others, without 
our consent in writing, nor for defects from improper storage. 

We will not assume any liability for breakage of glassware, lamps, 
or X-ray plates, nor for deterioration of rubber goods, X-ray films or 
any perishable goods. We can but use the best materials obtainable. 

Rotary converters, meters, and motors not manufactured by us 
do not carry our guarantee, but are backed up by the guarantee of 
the makers. 


Crediting for return of goods or-_ 


Return of Merchandise dered in error or on account of 


dissatisfaction on receipt has become a serious factor of expense, and 
is a problem difficult of solution. In justice to our customers, and to 
curselves we have adopted the following, governing such returns: 

No merchandise will be returnable for credit after having been in 
customer’s possession fifteen (15) days or more. 

No merchandise will be returnable for credit except upon written 
request of purchaser, and then only with our consent. 

All merchandise must be returned prepaid. 

No merchandise will be accepted unless returned in salable condi- 
tion. : 

All merchandise returned, whether for repairs or for credit, must 
be carefully packed, and all goods over a $2.00 valuation should be 
insured. : : 

Cabinets or Portables returned for repairs or overhauling should 
be stripped of all accessories, unless such accessories are also to be 
gone over. Loose accessories always mean danger or further damage 
to your equipment in shipping. We cannot be held responsible for 
breakage or damages due to improper packing. 

And last, but very important nevertheless, never fail to place your 
name and address in and on the box or parcel when shipping to us. 
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: All prices arefigured F. O:- By Chicaso Sha a. 
Prices ka 7 Be BC 

in this catalog on all our goods are as low as it is possible 
to make them and still be consistent with the quality of the materials 
and high grade of workmanship used in their construction. 


All orders for $1.00 or under should be accompanied with stamps, 
money order or check. 


Our minimum billing for goods«shipped is 50c. 


Our prices are subject to change without notice. 


T Retail purchasers having an established credit with us 
€FMS may discount their bills in ten days, or they will be con- 
sidered net and due in thirty days. 


Our goods are also sold on the deferred payment plan. We shall 
be glad to make quotations to reliable persons, and ask that you write 
us if interested. 


We earnestly solicit new accounts, but pur- 
New Accounts chasers will appreciate the necessity of sup- 
plying satisfactory references. The name of the bank carrying your 
account, or some Chicago firm with which you have transacted former 
business, is usually sufficient. 


NOTICE! 


Illustrations hereunth are not binding as to details, in view of con- 


stant improvements, and the goods supphed you may differ slightly in 


appearance. However, when your order is recewed, the very latest 
model will always be forwarded. Prices quoted are subject to change 
without notice. 
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The Fischer Flexible Mesh Electrodes Cuff Method Diathermy Application 

: For employing the “Cuff Method” of ap- 
The most flexible and convenient | plying diathermy to the limbs and joints, 
PIE MetAL electrode éver:de- ' every physician should have at least one 
ae | | pair of. Mesh Electrode Cuffs. :‘These are 
Tees | strips of German Silver Mesh, 3 inches 
Fits any part of the body like a : wide and from 12 to 24 inches long, with 
glove, regardless of shape or contour. tat aoe ee to ) end for 
; ; olding the elastic bandage. ery. con- 
Composed of a series of flat links venient and handy, and once used will be 
of German silver, they are flexible, found indispensable. 
practically indestructible, easily ster- No Code ea 
Ee "ice 
lized, and form an almost continual | 900 Mesh Cuff and Clamp—3"x12" Se Ga eee ee Nephew $3.25 
flat surface to be applied to the skin. SOL: = Mesh: Cur and: Clamp —3- x16: 322. Neptun 4.50 
| 902 amp—3 x20" 
Especially valuable for use on un- Application Mesh. Blectrode ; $03 Mesh Co and Clamp—a's20 Nae 
even surfaces where solid electrodes = 3 ee 
cannot be effectively employed — on | Sponge Pad Electrode 
the knee, elbow, wrist, hand, spine, | Lay this pad in your tray or pan of 
over the shoulder, a . salt water, and your patient will not 
fact wherever It 18 complain of hot spots when placing 
ee to oe | hand or foot down for contact. 
perfect contact with C : 
! ode sR 
any other means. No : a 
é OOO ee eee ee Nether $2.25 
_ Section of Electrode, : , ° ? 
A Mesh Electrode pliomteg | Exact (357- , | Mesh Electrodes With Sponge Rubber Pads 
Gia ecd ar fee follow oe : ae These combinations are the direct re- 
ocked in the following sizes: 4 sult of numerous suggestions that they 
No. . Ete Pee : .- would be very adaptable; already they 
QAR Ake ca ea ee ie ee Cae 120 . have more than fulfilled expectations. 
A OO oe en ee ee Samil ate co The Sponge Rubber padding may be 
HG eae Qa ee cea a ee Se a eee ra. ip $ 240 | | ‘ : washed and always kept clean. It is very 
CAGE Or ee Se Ge ee ee Canibe 30) 4 soft, and conforms well to any uneven 
S10 CGA eel 2 a ee ee Capra 400 surface. Stocked in three sizes: 
850 el Oes Dat aie i ee eee Be Be. oat: Bs Ko Sampa 6.00 | No. Code Price 
: ee q 891 Sponge Mesh Elec- 
ae we can furnish as follows: | | trode—3’x314” ...Nemean $3.40 
No, Code Price . 893 Sponge Mesh Elec- 
on wie si GOO Rie Le Sa es eee Sabbot Per inch, $0.20 a trode—4’x4” .....Neogae 4.30 
WUC ee ee Safrol a 30 f 894. Sponge Mesh FElec- 
a ae ae RE Ne ee Sa ee a Oa ss Pe re : Sagger a“ 2 trode—447x5" 2. Neolgy 4.85 No. 891 “No, 893. No. 894 
aa ee agums is : ; = 
S72 Dade eee se Sailer “ 60 Sponge Rubber Pads 
(Will be cut to any lengths, to order. A cutting charge of No. 5 Code Price 
15coaillche added: + ale denoth B 896.--Spongée pad; only, 3°: x3'4 3 22 ie ee Weaner $0.40 
| ae = Lee SHES UGE UU Lions) 8072. Sponge pad; sonly,- 42 x40 in ee Weapon 75 
Can be folded to cover any area. 898:=-Sponge pad, only,: 42x08 — <2 .. Watery 1.10 
7 


























HG, HIoCaER & COMPANY. Inc. 
I 





The Universal Diathermy Clamp Electrode 





Applied and removed in an instant—may be used on practically any 
part of the body. All of the various sponge mesh electrodes described 
on page 7 are interchangeable on this device. 


No. Code Price 
929 Universal Diathermy Clamp, with 3-in. sponges..Smacla $11.75 
930 The Universal Diathermy Clamp Electrode........ Uclamp 13.00 


Metal Connector For Mesh Electrodes 


A simple device to fit the No. 1330 Fischer 
Diathermy Cords. Made of spring brass, 
heavily nickel-plated. Cord tip cannot come 
loose when once snapped in place. The con- 
tact is flat, but there are several small teeth 
protruding for engaging the surface of the 
electrode to prevent slipping. On the limbs 
this device should be held in place with our 
No. 854 Elastic Bandage; on the body, with 
a sandbag. | 


No. Code — .Price 
S51 Metal Connector. 2.2.0... pet as ache aes Mescon $0.10 


Fischer Multiple Cord Connector 





Used when two, three or even four cord connections are desirable 
from one terminal. ° aes 


The small end tip is fastened into the 
proper binding post on your machine, 
and you may carry as many cords from 
it as desired. 











———= 


Catalog No. 865 








No. _ Code _ Price 

S65, Multiple Connector 5-Wires 2 Sable $1.50 

S66) Multiple Connectord-Wire. 2 ee Sabin’ 1.00 
8 
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Sandbags 





No. 880. 


Made of tough linen fabric. The end, or sand pockets are of the 
same size and capacity regardless of the length of the whole, and are 
about half filled with sand. This leaves the assembly very flexible and 
adaptable. 


When the bag is placed over the patient the flat band only bears on 
the electrode—the weights hang down at the sides. The longer pads 
are made to hang over the side of the treatment table or cot. 


No. Code Price 
ec0 - 5: wide by lee lone. ee ee ee Nestor $1.60 
OG) 5. wide by Zor lone 8 Sanbag 2.00 
$629 wide by oO clOne 2 ey eG Neting 2.20 
883120. wider Dy 40 1ONe sbi es ee Sannes 2.40 
S84 5 wide by 60 long-:2:64 2 ee ee Neubag 2.50 


SRusheIIs% 





No. 876 
Convenient, always ready, 
No. Code. Price 
$76. In handy: collapsrble -100z., tube: Diasop $0.80 
906:2 16*°0z."opalite jar.c.c2. Votive 1.00 
907-16 -0z, refill for: jar,in wax paper Carton. 3 = Vowels .90 
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Elastic Bandage 


Employing Elastic Bandage is the only 
known method of binding Diathermy 
Electrodes to the limbs, which will per- 
mit the patient to move if necessary for 
the sake of comfort without the elec- 
trode shifting. 


These Bandages may be washed, and 
always kept sanitary. 





No. Code Price 
Bo Sewidth 3 Elband Yard $0.30 No. 854 
Soe o> width Vanire “ 20 


The Lurie Diathermy Binder 


The Lurie Diathermy 
Binder is constructed to 
minimize most of the 





treatments by diathermy 
about the chest or abdo- 
men, and to overcome 
the dangers of breaking 


———-- Y 


x= 





cCOntacke 

No. Code _Price 
O40. Lurie: Gloth -Bindét = 5s ee SS Wintry $2.50 
OAT lettre Rubber cAlt Bags se ee See Wisdow 3.00 
OA2. lute Bac -Inflatot. ek ee a Wisely 1.00 
945 Lurie Binder Package, consisting of: 

2 No. 940 Binders 

2 No. 941 Air Bags (Rubber) 

PeNo@2 9427 atlator 2 os ee Pe er ee bVisful 10.00 


Liquid Bath Connector 
= (i 


Tat 






ARUN ye A: 


For carrying the Sinusoidal or Diathermy Currents to water in 
trays, for treating the limbs. Connector lays flat in the fluid, and wire 
connection is made to binding post. 


No. Code Price 
O18. Migurd= Bath. Connector. 23 Se ee Gleam $0.70 
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Sheet Block Tin 


Sheet Block Tin, made specially flexible for use 
as Diathermy Electrodes, 12 inches wide, and in 
two thicknesses: .010 and .018 inch. 


This is something entirely new in sheet electrode 
material, composed of a center of very flexible alloy with a sheet of 
pure tin on each side. Electrotherapeutists will appreciate the fact that 
pure tin is placed in contact with the’ skin in preference to the lead 
ordinarily supplied. It is easily cut with scissors. 























Approximately one square foot of the .018 material, or two square 
feet of the .010 thickness, equals one pound. 


No. Code Price 
OF0e™ OVO Chick sg ee ty ee Nessus Pound, $0.65 
Oa. Ol Sathitke ae ee ee es Nestle % 65 


Electrode Clamp 


No. Code Price 
853 Electrode Clamp. Heav- 
ily constructed, with 


pliable rubber cover- 
IN Ge sas et Se Winder $0.35 





Electrode Clips 





a : Code ‘Price 
i) 868 Block Tin or Mesh Elec- 
= trode Clamps. = 2 Nettle $0.30 
No, 868 $02" Fhe: sahnstock = Clips 2 Faconn 10 


Electrode Clamp 


The Fischer No-Slip 
Contact Holder 
Positively binds the Fischer 
Diathermy Cord and the No. 


868 Clip together. Connection 
cannot pull apart. 


No. Code Price 
869 = 2 eee Wimper $0.10 
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Disc Diathermy Electrodes 


For the application of the Diathermy High Frequency Current. Discs are 
made of zs inch sheet brass, heavily nickel plated. Discs Nos. 606, 609, 625, 626, 
627 and 628 are interchangeable on the same set of rubber handles. No handles 
are necessary with Nos. 610 and 611. j 


Small Size Discs 

















No. Code Price 
6253-36 -diainceter. 2 V elour $0.45 
626; 14--diameter. 2.2... Velvet 50 
627-34. diameter. -..:)2.: V endee 09 
628. 1 diameter © 50: V endow 70 





630 Complete set of lour above 
discs and handle....Veneer 2.50 


Large Size Discs 


Code Price 


2 diaineter 22.2 Jaw $0.85 
$sdiameter. 8 Graft: 1:45 
4” diameter Grain 1.90 
Sea diametete.. = 28s. Gurgl 2.20 






| iy 606R Rubber Handic ...... Jecur 70 


New Fischer Diathermy Cords 


Diathermy Cords are constantly getting wet, and when covered with a. mer- 
cerized or silk webbing they are usually stained and discolored after but a few 
days’ use. 

Here are our much improved Diathermy Cords, covered only with pure gum 
rubber. They are very flexible, easily kept as clean as when new, and constructed 
to give long service. : 








= 





No. 1330 No. 1332 No. 1334 
No. Code Price 
1330 6-foot cords, with heavy rubber insulation.....0..00.0.0.... Negro: Pair. $2:75 
No. Code Price 
1333. 6-foot cords, with light rubber insulation.....20.00000 2... Wilful Pair $2.45 
No. Code Pitee 
1331 With special tips. for the Fischer Senior “J*O,” “LO,” | 

3 Gy (or Gee. Diathermy. Outhts = ee Wiciup Pair $2.75 

No. : Code Price 
1332 Rubber-covered Diathermy Cord with special tip for 

BEV Pee Ve OURS ee ee a Watste Pair $5.50 
No. : Code Price 
1334 Rubber-covered Diathermy Cords with right angle tip 
pe tor G2! Outfits eS . Ri ee Meet eee ee Warmth Pair $3.20 
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Diathermy Hand Electrode 





A most convenient method of applying the Diathermy Current by the hand, 
for local treatments. The rubber band holds the plate in close contact with the 
palm of the hand, and allows a free movement of the fingers for massage pur- 
poses. Carefully designed; all edges smoothly rounded and polished, making if 
an ideal and extremely convenient appliance. z 
No. 3 Code Price 
OE sEbaird: lcctiode <2 ssa sh ee oe a Grace $1.70 





No. 613 No. 690 | 
A flexible, Felt Pad, backed with pure block tin. Can be adapted to most any 
shape. Has connection on back for fastening wire from machine. 


No. Code Price 
ol3--Khelt: Pad-Electrode=-6:-lvoutid): 220 Giddy $2.35 


690: Pelt=Pad= Electrodes35 xO" Tetons ee eee ee eS Lasher 21.25 
Pad electrodes of odd sizes and shapes, made to order. os 
Write us your requirements. 


A “Finger Rheostat” Fulguration Device _ 





An innovation for the application of Fulguration Current via the indirect 
method. An insulated control is strapped to the left hand, enabling the operator 
to draw more or less current from the patient, at will, during the treatment. In 
the right hand is held the insulated handle and fulguration point. A finger rest 


is also provided. 
No Code rrice 


R60 = a ee Safly $5.00 
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The electrodes are made of a 
hard alloy, heavily gold plated, and 
the handles of hard rubber, highly 
polished. ; 


No. 


1300 Complete set Gold 


No. 
1301 


1302 
1303 
1304 
1305 
1306 
1307 
1308 
1309 
1310 
rit 
1312 
1313 
1314 
[315 
1316 
LS? 
1318 
1319 
1320 
1321 
1322 
1323 
1324 


Surgical Diathermy 


Electrodes 


Plated Surgical Dia- 
thermy Electrodes, 
with protected Cord 
and rubber Handles, 
as illustrated, in 
plush lined leather- 
ette-covered Case. 


Code, Macabe. Price, $75.00 No. 1300 
Code 
Case, only, for set Surgical Diathermy Elec- | 
(rode S.2 ee ee Macaco 
Pharyngeal Electrode Handle.22 #225 Macard 
Pharyngeal Electrode Holder 2. 2-g Macaaw 
Curved Mondle, 25 (225 ee a ee Macduf 
mlratent Mandle 23 2. eee Machet 
High. Tension Cable—6’ length... Macerl 
Single Needle: Electrode (short). 3-2 2 & Mackle 
Single Needle Electrode (medium)...........00... Macron 
single Needle Electrode (long): 2s Macula 
Multiple Needle Electrode (short)............0... Madcap 
Maltiple Needle Blectrode (Clone) 2. = Madder 
Knife Electrode: (Cumberbatch)..2- 2% 25 Madera 
Blunt Knife, Electvede (curved) 22. Madona 
Blunt Knite Electrode (straight): 5-4. Madras 
Button: Electrode (small) 3. 2 ae ee Maffia 
Button Electrode (uediiny) = 2) a ee Magian 
Button Electrode (larce) 2.3) 3 ee Maguey 
Disc Electrode—¥” diameter.............200.- Mahout 
Disc Electrode—-3,” diameter .......000002 0. Maigre 
Dise Electrode—}4” diameter. Mainor 
Disc Electrode—34” diameter -......2.2.0.... eee Majuba 
Disc Electrode—¥4” diameter ......0..0.00000 Malaga 
Disc Electrode—34” diameter...............0 eee Malice 
Dise Electrode 1” diameter. >.< Malign 








Price 


$10.00 
9.00 
5.40 
3.90 
3.00 
3.70. - 
1.70 
3.30 
2.40 


Physicians interested in Surgical Diathermy should read our frec 
pamphlet, “Principles of Surgical Diathermy. Ask for Form 646. 


Se ee em pe ents soprano 
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New Surgical Diathermy Electrodes 





No. 920 


Suggested by Drs. T. Howard 
Plank, D. Frank Knotts and 
Gregg Dillinger for electrocoagu- 
lation operations—especially ton- 
sillectomies. They are small, light 
in weight and _ exceptionally 
handy for this work. The opera- 
tor’s hands are out of the line of 
vision, entirely, when making the 
application. 

A very flexible rubber-covered 


cable is securely fastened directly into the polished hard rubber handle, and is 
sufficiently insulated that it may be wound around the hand and arm, or al- 
lowed to lay against the face of the patient with absolutely no danger of 


shocking, 


There is no exposed metal anywhere, with the exception of the active tip. 


Tips of different lengths are furnished, as illustrated. 


No 


862 The Plank Electrode and 3 tips............ 
920. The Knotts Electrode and:3 tips2...2.. 


Code Price 


ale Gee us ee es ee Sally $5.00 
SES eee ey on eae Waylay 10.00 


740 The Dillinger Electrode, as illustrated, with 4 tips, constructed 
with special chuck in handle to prevent needles from turn- 


[NOP ook ae, eetmeree sos ee ae oe 





No. 924 


1 


Rey nia gece ae Aide 10.00 


This set of loops and knives 


with the special short insulated 


handle, is especially designed for 
tissue cutting purposes. Handle 
has special chucking device, pre- 
venting cutting instrument from 
turning during operation. 
No. Code Price 
791 Tissue Cutting Han- 

dle, with Cord and 

and set of Tips as 

illustrated .......... Wrasse $10.00 


“PILLAR RETRACTOR— 
DOUBLE END” 


“Made of polished hard rubber. For 
use in connection with the electro- 
coagulation of tonsils. 
Noss Code Price 
924 Dillinger Double - End | 

Pillar Retractor ...... Acedil $2.50 
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Adjustable Reaction Electrode 


The metal electrode running through the center ot 
the hard rubber sheath may be extended beyond the 
end of the insulation, or withdrawn into the sheath 
with a turn of the handle. 


Code Price 
“ee Se SS, Sa ee a Shan eee A she Scythe $5.00 


IN'O9 LLG. 


No. 


1785 Spade Shape 
1786 Fork Shape 
18% (Set of -2 “Woane Electrodes as above...) ee a Warsaw 2.50 


(Dr. Doane’s “Turbinate Technic’ will be sent on request) 


The Thometz Tonsil Electrodes 








No. Price 
OOn Thometz “Wlectrodes,-(set oi 8). te Cree OA eee $4.00 
aT e Retractors und Handle: aceon sek Sere ts Sar ee ee soe Thoret - 1.40 
Ole deb tone wl lecthode ania nt etic Vent ad ree eee Sea Thofor 1.40 
ode a enone s HorkeBlectrode: cin tis, ual hfe ee ene ee Thotwo 1.40 


(The No. 862 Plank Handle must be used to hold Nos. 912 and 913) 


“Physiotherapy in Eye, Ear, Nose and Throat Conditions? is described in our folder 
Ask for Form 901 


The Fischer Electrocoagulation Foot Switch 


As illustrated, this Foot Switch lays close 
on the floor. A touch of the toe makes and 
breaks the contact. 

It is molded of Bakelite and sufficient 
insulation has been used to make it shock 
proof. It is easily moved about, yet keeps 
an upright position on the floor. 

The cable is very flexible, and covered with 
pure gum rubber; it may be washed and kept 
as new always. Cable terminals will he fur- 
nished to fit any style apparatus; specify ma- 
chine used, when ordering. 


Catalog No. 1498 


No. Code Price 
1498 Fischer Electrocoagulation Foot Switch, with 8-foot cable..... Waving $10.50 
i067. Extra rubber covered Cable 2 i ta wee tal ro ee Tiberi Pers f£00¢re2 615 


Epididymis Electrode 


A_ specially designed clamp. arrangement for ad- 
ministering diathermy current. 


No. Code _ ‘—Price 
1277 Epididymis Electrode wrviteeeseeeeeeeCovept $12.00 


Use of Diathermy in Epididymitis is described in 
our pamphlet. Ask for Form 530 


ag SORE NSIS OT a ee eee 
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Autocondensation Handles 


Handle 
No. Diam. Length Code Price 


S24 9” ....Carota $1.20 
oy Bes Eee 10S aes Vitals 2.00 


38: 14" | 14 eae 3.00 





Autocondensation Couch Cushion 


Cushion is made of sea 
moss covered with black 
DuPont Fabrikoid mate- 
rial with an electrode of 
zinc. 


The Fischer cushion 
is fully two and one-half inches thick. Size over all, 22 inches wide and 62 
inches long. 


No. Code Price 
a20\ to, Colich: Cushion sa. 7 Caffea $33.00 


Autocondensation Couch Pad 


A well made pad of black Du- 
Pont Fabrikoid material meas- 
uring 22 inches wide by 62 g€ 
inches long. The insulating ma- 
terial between the patient and 
the center electrode plate is oiled silk and wool felt. The entire pad is about 
34-inch thick and is designed for machines of medium voltage d’Arsonval out- 
put, as for example the Fischer Type “G2” Diathermy Outfit. 

No. Code Price 
BS ee ee Cadogg $30.00 


Special G. U. Auto Pad 


An autocondensation pad of 
precisely the same dimensions as 
catalog No. 418 but split as 
) illustrated. This style of pad 

= ‘was originally designed and used 
by Dr Bu CG. Corbus. in" his GW Diathermy work. 
No. Code Price 
gO] Cotbus Auto Pad. 30 oe Corpad $30.00 





See our pamphlet, “Treatment of Gonorrheal Endocervicitis by Heat” 
: Ask for Form 571 


ieee CSaapaenabaeeer ee 
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Autocondensation Chair Pad 


Frame made of five-ply ve- | 
neered oak. On one side is { 
mounted a layer of conducting | 
metal covered with a dielectric 
of one-eighth inch black sheet 
fiber. 

No. Code® Pricc 
410%: Chair “Pade Cado $10.00 
413 Flexible Chair 

Pad of —.approxt= 

mately the same 

size and shade as 

No. 410, but made 

of same material 

and in the same : 

manner as No. 418 Wee 

on opposite page..Viatic $10.00 No. 413 


Wooden Treatment Table 





A solid, well made 
treatment table of all- 
wood _ ‘construction, 
finished in mahogany, 
Ho as compartment 
under the top for 
storing the autocon- 
densation pad when 
not in use. 





“INO; Code Price 
i haat as Tettat $75.00 


Rowell Urethral Electrode Set 


For treatment of gonorrhea. in the 
male. For full information as to Dr. 
Rowell’s technic, ask for descriptive 
pamphlet. 


Rowell Urethral Electrode; straight 
perforated electrode of metal; nickel 
plated, for internal urethral treatments ; 
Bakelite Frame with Clamps and Ther- 
mometer (Luer Syringe not included.) 


Code Price 
INO S/o see ok eas Vortex $25.00 


Thermometer for 
Rowell Electrode 


No. Code Price 
137385 ees Waddie $2.50 
For Rowell Electrode 
No. 1372 


ne 
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ACCESSORIES AND SUPPLIES 


SF LC 


The Chapman Vaginal Electrode 


Designed along scientific lines, with size and shape of polished metal 
end to properly engage the lips of the cervix. The shank, or handle 
is made of hard rubber. This electrode is to be used with Diathermy 
Current. Supplied both with and without the special thermometer 
which permits the accurate maintenance of an exact temperature 
within the vagina. This instrument is of extreme value in the treat- 
ment by diathermy of painful or inflammatory conditions of the 
female pelvis. 





No. 1885. Chapman Vaginal Electrode—Top View 






Thermometer 


No. 1909. Chapman Vaginal Electrode with 
Thermometer, Cord, and Insulated Joint. 


No. Code. Price 
1886 Regulation size, with thermometer, Shank 125” dia- 


meter, cervical bowl 134” wide and 3%” thick. Handle 
Ot shardehupberc se 2 eR ee ee Chavag $13.00 


1885 Regulation size, without thermometer arrangement.......... Chapel 6.75 


1884 Small size, with thermometer. Shank 48” diameter, 
cervical bowl lic” wide, %” thick. Hard rubber handle..Chasma 13.00 


1883 Small size, without thermometer arrangement................--.... Chalit 6.75 
1909 Regulation size, as No. 1886, with thermometer and with 

cord-and “insulated: somt) =. 8 eee Vermin 16.00 
1907 Small size, as No. 1884, with thermometer and with 

cord and insulated joints) 6 ee Verity 16.00 


Technic for the Chapman Vaginal Electrode is fully described in our 


pamphlet, “Diathermy in Gynecology.” Ask for Form 643. 3 
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Copper Intra-Uterine Electrodes 





No | Code Price 


1334-"Small Copper End. on Rubber Shank 2... 5 =e A Nentul $3.50 
1835 Medium size Copper End with Hard Rubber Tip... Nonter 3.50 
1836 Large size Copper End with Hard Rubber Tip... Neural 3.50 
1338 Set ofoo.cMlectrodes- as above 4: a2, ee et Neuter 10.00 





No. Code _ Price 


1860 Hard Rubber Holder with Copper Tip 4%” diameter... Nigrit $3.00 
1861 Hard Rubber Holder with Copper Tip t” diameter... Varix 3.00 
1862 Hard Rubber Holder with Copper Tip 4%” diameter... Niobee 3.00 
1863 Hard Rubber Holder with set of 3 tips as above... Nipper 3.75 
1864" Hard: Rubber Holdersonly- 4 ee a Nisann 1.50 
18605, “Copper: Tip only,.2140 .diameteren. 6 22 a Noddle 1.00 
1866;Copper ‘Tip only, “as: diameter = a Noetic 1.00 


1867 Copper Tip only, d 





1870 Hard Rubber Holder with Copper Olive Tip, 17F dia......... Nissus $2.00 
1871 Hard Rubber Holder with Copper Olive Tip, 20F dia........... Nitrat 2.00 
1872 Hard Rubber Holder with Copper Olive ip eZ oh diace a Nitros 2.00 


1873 Hard Rubber Holder with Copper Olive Pip 2 25h dias. Nivose  2.00° 


1874 Hard Rubber Holder with set of 4: Olives as above... Nobody — 3.30 
18/5. tlatd- Riibber- bolder, only. a ea Nocent 1.50 
18/76: Copper Olive only, 17F diameter. fo = Nogin 65 
I877-Copper Olive-only, 20E° diameter 2 Nonact 65 
1878. Copper-Olivesonly.23h2 diametetn. = = ee Noncom 65 
1379" Copper: Olive only. 25F «diameters 2 2 Nonego 65 
1880 Perforated Hard Rubber Olive, for Cataphoresis, with 

ETO e ree eee ae 5s Ole eee ete re ae Noodoo. 2.25 
iséie-Pertorated. Lard -Rubber*Olivesonly. Norman 75 


The Fischer-Funck Penile Electrode 


Admirably adapted to the 

=| Diathermy treatment of gon- ==] == 
| orrhea (male). Thesalt water| 
| level is altered by depressing 
or releasing the rubber reser- 
voir bulb. Furnished com- 
plete as illustrated. 
No. ‘ Code Price |} 
1890 ....................Punkel $11.00 

See our free pamphlet,|  — 
“Treatment of Genito-Uri-| = ft. 
nary Diseases with Dia-|. = ff. 
thermy,” by Dr. Funck. Ask ————= 
for form 668. 
er a a ee 
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ACCESSORIES AND SUPPEIa¢ 
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Carbon Ball 





No. Code Price 
Ig21 Carbon: Ball Electrode. 2.2 s5 ee Wore ee 


Oblong Copper Ball 





No. Code Price 
1322 Oblone Copper Ballzblectiode:.. . Margay $2.50 


Sigmoid 





No. Code ~ Erice 
1823 Sigmoid Electrode—aluminum tip........................Marine $3.00 


Prostatic 





No. Code Price 
1824. Prostatic-Electrode aluminum tip... Marmo $2.50 


Vaginal 





No. Code . Frice 
1825° Vaginal Electrode—aluminum tip.......-...22...2-.-- Marlin $3.75, 


Galvanic Eye Cup 





No. : Code Price 
1830 --E ve *Cup. Gort: Galvanism).<+2: 2 ee Marly $3.90 
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Interrupter Handle With Moist Pad 





No. Code Price 
1831 Interrupter Handle with Moist Pad... Mashe $5.50 


Cataphoric 





Ilectrode with Rubber protection and Carbon base. 


No. Code Price 
1632 , Cataphotic Electrode <0. <1 Mason. $6.25 





agen Lag gah YS teneren ce eee ETT : re cicaaramnean as 
lahaahad ig 1 we ie Braman ncaa 


Electrode, constructed of pure block tin tubing, with hose end for 
flushing attachment. 


INO2 ae Code Price 
[633- lexible Sigmoid: Electrodes: «63 Massa - $3.00 






New Two Pole Electrodes 


For treating localized conditions in the rectum and vagina. 


Rectal 










No. 2 oe Code Price 
tSo2 2 Nectal. Plecirode: ¢. 68 2 ee Oe Masree $8.00 






























No. Price 
fS0e) Vasinal Electrode 8) 2 ee Masvag $8.00 
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ACCESSORIES AND: SUPPLIES 
es 


Fischer Moist Pad Electrodes 


Formed of an 
asbestos com- 
pound which is 
thoroughly wa- 
ter soaked be- 
fore applying. 
Covered with 
heavy white 
line n~ tabric: 
The metal elec- 
trode plate is 
sewed snugly to 
the pad, and 
contact with the 
connecting cord 
is made with 
t h e Fischer 
Boa ta2Sprnce: 





Connection, 

No. Code Price 
1934; “Flat: Pad electrode: for: Noo 11252 5x8 ee ee Se Wapitt $2.00 
193Db. "Flat -Pad- Electrode: for-8N.o #112530", se ee Warble 1.70 
1936)" Plat =Pad=E lectrode: for. sNio. 11252455 ee ee Warden 1.70 
1937- Plat-Pad™= Electrode tor No. 125 3x95 aes Warily 1.60 


Fischer Diathermy Belt Electrode 


Composed of a series of aluminum rectangular cups, linked together, and a 
flexible rubber ‘belt. One or more electrodes (cup) may be employed for ap- 
plying diathermy to, any small area, or as many links as may be required to 
pass around the entire abdomen; especially useful in connection with internal 
electrodes as the indifferent plate. Twenty-two cups to set. 





No. Code Price 
1888 ~-Belt. Electrodé, 22 cups: and rubber belt:c.0 222 Dibelt $18.00 
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ACCESSORIES AND SUPPLIES 


SS ————————— 
Internal Electrodes 


These electrodes are essentially the same as those illustrated and 
described on pages 23 and 24, except that the connectors are of tha 


“Morse” type to accommodate cords furnished with the Morse Wave 
Generator. 


No. ce Code Price 
1940 Flexible rectal electrode, for localized muscle exercise to 

high rectal area as in constipation at region of descend- 

ing colon, to splenetic flexure. (Noa Unhat $6.50 


1941 Diagnostic electrode, for electro diagnosis (muscle testing ) 
to determine degree of local disability. ((Nos2).. 2: Union 5.50 


1942 Bi-polar rectal electrode, for local invigoration of relaxed 
rectal’ region (No. @) 205 suet a ee ee Unles 8.00 


1943 Vaginal electrode, for general invigoration of pelvic organs 


(relaxed conditions.) (No. Gh) ae Ua eee oe a Unlok 3.75 
1944 Prostatic electrode, to massage rhythmically, by muscle 

contraction (sine wave current), EGNorS5) so era ee Untie 2.50 
1945 Bi-polar vaginal electrode, for local invigoration of vagina 

(relaxed conditions). (No. Gyo ee ee ee Upend 8.00 
1946 Sigmoid electrode, for constipation due to prolapsed de- 

scending colon and sigmoid impaction. CNOse/) 22 Uphil 3.00 


1947 Oblong copper ball, for local astringent effect on mucous 
surface as in. leucorrhea, bleeding hemorrhoids, etc. 


CNO, 6) ia. St er, ca eh aed Dap ONE eee ee Ep Upset 2.50 


1948  Intra-uterine electrode, copper, with hard rubber tip, for 
treatment of endometritis and control of uterine hemor- 
thoid (positive pole), stenosis of cervix (negative pole). 

9) 








INO. 29) kata cine eg ee oe ee ee ee Urase 4.25 
1949 Oblong carbon ball electrode, for relief of inflammation 
and relaxed conditions of the uterus and vagina (positive 
Dole) CNG. LO) a eS ee ee ee Uredo 2.00 
1950 Cataphoric electrode, to introduce medicates, using galvanic 
COnrent ee SCNOs ally) a fe as Na ee ee Uriah 6.75 
SS SS = 
eZ The Morse Electrode Support 


, 


Ht } 
| il i 






For supporting electrodes during rectal and vaginal 

= treatments. Of polished hard wood. Electrodes may be 

: a adjusted to three different heights. 
ZZ 


| 


) 


VA 
ff 






= A 
SEEEEEXA7ZeEaz"y>—- =e No. Code Price 


Lf | ee 
f 
Wal 


—— 


1854 Morse “Shoe”? 
Electrode 
Support Moshoe $8.75 























27: 




































































HG. FISCHER & COMPANY, Ine. 


Carbon Hemorrhoid Electrodes 





For astringent effect, positive pole. 
This set of electrodes is furnished in three sizes, where the smaller 


electrode may be more easily inserted during early treatment, using 
subsequently the two large ones. 


. ° Code Price 
Jl “Carbon Cle rode. sta 2 aoe Uriel $2.75 
1952 Carbon electrode Hedin a Urpod AG 





1953 Carbon cide lace Se Ursan 3,25 


Small Muscle Testing Pads 


Pads Nos. 1846, 1847 and 1848 are made with metal backing with 
8. asbestos as the absorbent material, a 
and covered with linen. 


= Nos. 1895, 1896 and 1897 are 





: made of metal with a chamois cov- Je 
No. 1846 ering over the ball end. No. 1898 
. : as Code Price 
DAG ig S14" 
Iee/) With pad 341347 oe ce _ ‘ello ee | 
pee iN pad Wy Cee Niever 95 
go) 3 as aboves Niggle 2.50 
1895 Localizing Electrode (Siiall jee ee Valet 75 
1896 Localizing Electrode (Mlediany eo Valid .80 
1897 Localizing Electrode (Paige) oe Valor 85 
1898 Set of 3 Ball Wlectrodes: 2 a See oe Varie 240 


: orse Wave Generator in connection with 
any of the Fischer Interna] Electrodes, 


Code Price 
Be Morada_ $0.45 
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Have metal tips on both ends. 





ACCESSORIES AND SUPPLIES | 


—— 


Galvanic Needle Holder 


Made of hard rubber with nickel-plated metal clamp. 









No. Code Price 
1900 Galvanic Needle Holder... Myope $2.50 
1901 Galvanic Needles (12 in glass tube) Myrrh 1.25 
Price 

No. . Code. Doz, 
1902. Hayes Bulbous Pointed Steel Paige 

WNeedlest a ae ko Weasel $2.50 | 

No. 1904 
Now 2 : “Code Price 


1904. Rubber covered Galvanic. 
Cords, 2 colors —-ted 
ANY otay ee ee Mycor $1.70 





Nos. 1900 and 1901 . 
Rubber-Covered Connecting Wires ~ = 


No. 

1930 °P*ai ft -Rubber=<covered 
Connecting Wires with 
flat terminals, for Fischer 
Low Voltage Generator 
Noy 1125: 

Code Wander, Price $3.90 

1931 Pair Rubber=covered 
Connecting Wires with 
tips for Fisther sow 
Voltage Generator No. 





No. 1930 1125 No. 1931 
Code, Wanton, Price $3.40 
No. Code Price 
1933 Bifurcated Cord with flat terminals: for-Nor 1125.5 Warned $3.50 


Spongio Discs and Handles 




















: wii, 
Universal Handle, hard rubber, with Felt covered disc. 


, Treatment Cords 


Made of very flexible Copper stranded wire, cov- 
ered with a mercerized sheathing, maroon colored. 


No. oo Code: Pisce 
SIZ Ordss on a. Se wend ee oe tee Se Carol $0.75 
29 
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Metal Treatrpent Handles 


Nickel-plated handles, for Sinusoidal, Galvanic and 
Faradic treatment. 


i= No. Code- Prj 
mols Prandles: ait: cence ee ee eee, Cartes $1.00 


The Hawkeye Timer 


Registers the length of any treatment exactly. A 
wonderful aid to accurate timing, particularly val- 
uable when the physician is treating more than one 
patient at a time. The Hawkeye rings an alarm at 
the exact moment treatment should end. Should 
be in every treatment room. 
No. : Code Price 
409 Flaw keye® Timer 3.25 0 Vestry $7.50 


L-F Treatment Timer 


For Timing X-Ray, Diathermy, 
Quartz Lamp, Radiant Heat Lamp 
Treatments.—One minute to one 
hour. Automatically rings a gong 
and cuts off current at expiration of 
time. Setting can be tested, but 
switch will not remain on unless 
timer is set. Has Set-Back feature. 
Pointer can be overset, then turned back to exact time desired. 
Automatically Integrating—The Timer Switch can be turned 
on or off as often as desired during treatment. It will then 
automatically sum up the different periods of actual treat- 
ment. Operates on any X-ray machine equipped with mag- 
netic switch. On Mercury Vapor or Radiant Heat Lamps, 
eliminates accidentally leaving lamp burning over night. Safe 
—Patient can at any time instantly turn off current by means 
of emergency pull cord held in hand. 











370 [E-E Freatment, Limere. (eee 3 Witles $35.00 
Breuer Safety Switch 


The terminals of this switch are made to fit the foot switch 
openings on all Fischer Diathermy Outfits. The switch oper- 
ates with a pull cord, just like an electric light socket, so 
that either the physician or the patient may turn the current 
on or off in a moment. This switch gives patients a feeling 
of perfect safety. 

No. €odée=, Price 
86 Breuer Safety Switch, complete with insu- 
latedsepullaccord ts ee Se oh Varier $10.00 





Clamp Electrode 


You will note that the metallic material is placed 
over one sponge, only. The sponge on the oppo- 
site side is used to insure pressure contact. It 
may be applied and removed in an instant, and on 
practically any part of the body. 

The three sizes of sponges on page 7, Nos. 891, 
893 and 894 are interchangeable on this clamp. 
To be used with alternating and sine wave cur- 
rents, but not for galvanism. 


No. Code Price 
931 Universal Clamp Electrode......Wealth $11.75 











No Code Price. 


ACCESSORIES AND SUPPLIES 
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The Hollender-Cottle Headband and Electrodes 





This perfected headband is a wonderful help to the physician in giving Dia- 
thermy for partial deafness, for nasal accessory sinus disease, and for nerve 
affections about the face. It is of use also for administering diathermy to 
the eye. 

The outfit consists of the headband, with connections for electrodes, cords 
and electrode holders as illustrated. 

Headband and electrodes are readily adjusted to give proper pressure in any 
combination of applications. In treating the ear, the indifferent electrode is 
placed on the face anterior to the opposite ear, while in treating the sinuses 


the indifferent electrode is placed on the nape of the neck. 

No. Code Price 
1360 Hollender-Cottle Headband with electrodes as illustrated and listed above 

Veader $38.00 


1361 5: Headhand=withBindine:= Posts om ly x Sao ea anes ace eee eee oe eee Vector 25.00 
1362 one “Blectrode: :Siip port @2))x sesso esccvocse sores 25. 2 ches tan a eee aes ce ete paca bec eae V edett 5.20 
1364":-OvalBlectrodes. (2) Se soe caesar eet orcae eo beet ce eer eet ag aee nore aeceemeaee Veined 2.90 
1360= -GurvedElectrode C2) is225: 22a... ceria oeerene peeeates Spe Pa eae DO EL pes ee eect a ce Se eo Velate 2.65 
13662briangle.Islec trode = (2) cess cc.ts = ates shee ate we eee see eee ames Se ees SP a Vellum 2.45 
1333: 1G its COdSs Co) aa aacs lacs eect Sane gee Sees ee eo PR oa soe eee gee eee oe ec oe eae one Wilful 2.45 


Also ask for our pamphlets, forn No. 912 and form No. 913 
For Use in Metallic Ionization 


Self-Retaining Ear Speculum SEC ronIGaO FOr shed: 


This simple ap- 
paratus obviates 
the necessity of 
holding the specu- 
luim.J-i1n.=the-.ear 
canal. -Further- 
more, the indiffer- 
ent electrode is on 
the inner side of 
the leather band, 
part of. the same 
apparatus, doing 
away with large 
pad electrodes usually employed in this work and placed about the forearm or 
other surfaces of the body. The binding posts on the outer part of the head- 
band serve for the connection of cords from the galvanic apparatus. _ 

The leather band is easily placed around the head with the speculum directed 
into the ear canal to be treated. A free rotary motion of the speculum holder 
facilitates the direction of the rubber speculum so that no difficulty is encoun- 
tered in setting it in proper position. : 

References—For the technic of metallic ionization in chronic otorrhea, see the following: 
Friel, A. R., “The Treatment of Chronic Otorrhea in School Children,’? Hospital and 


Health Review, January, 1922. re De 
Warwick, H. L., “Zinc Ionization in the Treatment of Chronic Suppurative Otitis 
Media,” Texas State J. of M., October, 1923. 
Hollender, A. R., and Cottle, M. H., ‘Physical Therapy in Diseases of the Eye, at; 
Nose and Throat,” The Macmillan Co., 1926. (p. 66.) 
Code Price 


No. 
1355 Self-retaining Ear Speculum.........--...---.----ccceceeeercnneeee ornare nseneeneemeneenen ensnccnanages Wassal $15.00 
31 ; 
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Biaural Cords 


No. Code Price 
1765 As illustrated wstttereeeeeeeeee--Wageur $2.00 





The Fischer Duplex Hi-Lo 
Volt Control 


The object of this device is to enable the 
operator to administer simultaneously the 


currents. 


A great time saver for the DUSYy office or 
clinic. Any low voltage current, galvanism, 
sinusoidal or surging may be employed with 


the diathermy, cutting the treatment time in 
half. 


Write for full particulars. 


Code Price 
FHilovo $50.00 











No. 1270 and No. 1272 


The Linn Ear Electrode and Current Control is an innovation for diathermy treatment. 
The small control box enables the use of a very finely regulated current volume, independent 
of diathermy machine setting. The apparatus is complete, with headband, external U-shaped 
plates and cords, as illustrated. ; 


No. Code Price 


1270 Linn Biaural Electrode, complete, as illustrated, without control box....Lineal $15.00 © 


1272 Linn Ear Electrode Control 
For use of the Linn Ear Electrode, sce our free pamphlet. Ask for Form 705 


ee 
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Diathermy and Low Voltage or contractual - 





ACCESSORIES AND SUPPLIES 


The Kolischer Spark Gap 


A vast improvement over any 
other type of Spark Gap ever de- 
vised for any high frequency ma- 
chine. 

This “Kolischer” Gap will fit the 

«Supports on any Fischer or Thomp- 
son-Plaster Styles “F” and “F-O” 
= machines, as well as the Types 35.” 

“L-O” and “Military” models without alterations or other attachments. 





This new Multiple Spark Gap is equipped with 16 Tungsten spark 
interrupter points, adequate copper flanging to carry away all heat, and 
individual control for each set of tips as well as master controller for 
simultaneous adjustment. Quiet, perfect control is possible at any 
voltage or milliamperage, more constant discharge obtained at any 
setting, and the regulation is gradual—as compared to the usual jumps 
—the utmost in utility and flexibility. | 
No. Code Price 
[222° ‘WKolischer; Spatk: Gapy ss 5 ee Kolgap $75.00 


The Baumanometer 


An instrument of precise accuracy for meas- 
uring blood pressures. Especially valuable in 
connection with d’Arsonval Auto-condensation 
treatments. The Cartridge Tube of the new 
Lifetime Baumanometer is guaranteed against 
breakage for the original owner’s lifetime! 
The straight glass tube with sturdy walls rep- 
resents the utmost attainable simplicity and 
strength. Its smoothly ground ends and the 
cork-faced surfaces against which they bear 
are all accurately parallel, which insures a uni- 
formly distributed pressure. The tube mount- 
ing is simple in construction, its resilient ac- 
tion absorbs the hardest jolts and jars. 


No. 





p02 Desk Model soc ase Baumon 

497. sKit-Bag Model (0 7 34: 
498-\Pocket Model 2) 8 Se Bapock 32.00 
43%, Wallboard: Model... 2 Bawall 30.00 
440© Cabinet Model. 302. Bacabi 43.00 

































































“D’Arsonval” type, registering to 5000 milliamperes. 


Hy G.-PISGHER:-& COMPANY; «Ine. 
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Fischer High Frequency Milliampere Meters— 
D’Arsonval Type 


For measuring D’Arsonval and Diathermy cur- 
rents we have designed special meters of the true 


BE FECRER RES. 





No. Code Price 
449°. Calibratedstrom70-to 1500 Maliramperes: (= ee Exo $30.00 
450 Exoda 30.00 
451 Exner 30.00 
452 Exmoor 25.00 


portable machines or small cabinets not previously equipped with meter. 


No. . Code. Piece” 
454 Calibrated 0 to 1000—0 to 4000 (Double Scale), For types 

“G’ and “G2” Fischer Portable Diathermy Outfits.......... Extong $30.00 
456 Calibrated 0 to 1000—0 to 4000 M. A. (Double scale). For 

hischet. ype Ven -Cabmetie ws ae ee Whydah | 25.00 


402 Double Scale Meter for Senior “FO” and “LO” Outfits... Varlet 50.00 


Fuse for Meter Protection 


No. Be Code =Price 
457 Fuse as furnished with the Fischer Type “G2” Portable 
Drathermy 7a ts< cee A ee ee a Gefuse $0.30 


Insulating Oil for Transformers 


When, for any reason whatever, the insulating oil in which your transformer 
is immersed needs replenishing, never use ordinary lubricating material. The 
proper oil must be mineral in substance, and capable of withstanding a very 
high flash test. 

The safest procedure is to order the desired quantity from us, with the 
assurance that only that oil which is exactly correct will be sent you. 


No. Code Price 
Woe Nested raustormer Oilnin.4 qt can. 0s co er Trafil $0.60 
io: ested Transtormer Oil, in 1 “gal; cans.4.. 2s Tanoil 2.00 
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ACCESSORIES AND SUPPLIES 


CE 
Tungsten Spark Interrupter Points 


Steel bases faced with a heavy thickness of pure tungsten form points for 
spark interrupters that are almost everlasting, and will improve the action of 
any High Frequency apparatus not already so equipped. 

Carried in stock in three sizes, as illustrated, both male and female. 





No. 89 No. 90 
No. Code Price 
89 /% inch diameter, as used on our DeKraft and Kolischer Gaps 

on the “F,” and “F-O,” “L,” “L-O” and “Military” machines, 

CAC Le coe ae Ee Saag cdc hes eae gal ee eee ease, 8 ees eae Lunpot $0.75 
90 3% inch diameter, as used on our Portable Types “K” and 

“G2,” and the “E” and Eye, Ear, Nose and Throat Cabinets, 


UW tee eel ts ese pee ete ee Een Oa eC eC AMM Cr aie) To luniyk 3.50 
91 4 inch diameter, as used on our Portable Py pe: hs each 22 Tun po 50 


Leyden Jars 






_ Designed for use with our Types “FO,” “LO” and 
Military High Frequency generators. Made of best 
quality glass, carefully coated. 


No. Code Price 
615 Leyden Jar, complete as illustrated 
Piqt:size) = 20s Adar SAO 


616 Leyden Jar, less Top and Carbon 
GEEG't: SIZ@) 2: 2S se os Laure! 3.70 


Electrolytic Salt 


Specially prepared for electrolytic purpose; one package of 
1%Z pound makes proper and full charge for our No. 615 Leyden 
Jar, illustrated above. 


No. Code Price 
879. 14 Ab. packages sl, eee Leysal $0.12 
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High Frequency Electrodes 




















ACCESSORIES AND SUPPLIES 
High Frequency Electrodes 


All our glass High F requency electrodes are made by us, of the very 
best glass obtainable; carefully annealed. All sizes and makes of hold- 
ers can be fitted on request, but unless otherwise specified our standard 
¥” size is furnished on all orders. : | 


The “O” before any number _ signifies V4" stem, 


No. Description 7 Code Price 
I—Surface = Plain See ee See ee eee Bacca $0.75 
1 A—Surface Plain 02 Shred aL. oo. Sise Gram £50 
2—Rectal = Plain ee A Bagot 65 
3—Vaginal Slat ea ee Ballet 85 
4—Nasal a Plait geet eae ee ee Balm 65 
5—Throat <P Bios eee ee Baric 65 
6—Urethral] = {Plaine tee ae Bark 65 |. 
7—Eye, Single ee Ridin 2 ees ee Barley 75 
8—Eye, Double == laii 2 ere ae Basal 1.50 
7—-Metal Disc Body-Candenser ype. 2 2 Basic 3.50 
Ei -Comb- (Scalp) i ai.° = sew ee Batia EZ 
25 Cataphoresis 4 ee Binder 3.50 
27 Aclass Buleupation.. = ° fo 2 ee ee Guad 175 
30 Com Small Cavity <5 oy Biogen 75 
oor Oliter Pliroats ess ee Biotic 90 
Oa ee Pilg Sk ee ee Bite 75 
O50—"Waiversal=Handle 147 2. ge Boldo 1.30 
s0--Universal Handle, 54" 2: Be Bolus 1.30 
93—Glass Handle for Indirect PRCA tinGt cites eee Bismal ES 
56. Adjustable andle: s.c3, 0 1g Boman 1.65 


This perfected high fre- Hollender-Cottle Insulated 
quency handle is made of hard Adjustable High Frequency 
rubber, with cord attached, Handle 
ready for use with any stand- : 
ard 4% inch electrode. No 
bare metal, no shocks, utmost 
convenience and comfort in 
treating patient. 

No. Price 
059 Hollender-Cottle, In-: 
sulated adjustable, 
High Frequency Han- 
dle, complete with 
cord. Code, Hocoin $16.00 











































































































HG. hISCHER- & COMPANY. “Inc. a ACCESSORIES AND SUPPLIES 
sss ey 
ee Insulated Glass 
: : High Frequency Electrodes 
Insulated Glass _ ae z 
: ay No. Description : “Code Price 
High Frequency Electrodes | i 12—Rectal Sinsulated= 2 Bazin $1.60 
7 ; ae : 13—Vaginal Insulated. 2.2 Beat 1.85 
14—Nasal ——Insulateds 5:2) a Bed 1.60 
15—Post Nasal re oie plated Al Beef = 210 
16—Urethral Sa nStlete diet 2a ae ee Bela =1-60 
17—Inner Ear solasiiateds) 23 te eae Belt 1-60 
18—Tongue == Tnsulated 2). Benzol 2.00 
mk Ozone Generator Only Gs ee Te Bidet 27,50 
Z22-Ozone Generator, completes. = 8 eg Bidwy 10.00 
abe special Heavy Glass Urethtale. a2 i680 oe ee ae Guil-= 4,00 
24-— Special. Leavy Glass ‘Bhroate = 2 ee Gum TS 
JO6-=Insulatedsbrostatic Hlectfodes: 2s = Vee a Inpros 2.50. 
3/—Adenoid Electrode—Insulated (Murray)... Maner 2.50 
049—Insulated Rubber Handle and Cord (For 14” 5a 
ARUIDES 2 Se ian es PI Bind: 23:36 
49—Insulated Rubber Handle and Cord (For 54” 
Uubes oe Re Block 6.00 
OL Uhroat (CHeavy Glass). 2 8 ee Brea ea 
061-— Dental Pyorrhea, 14” (Heavy Glass) Breim 1,00 
G02—=Dental Cocain, 12% (Heavy Glass)2 .. 5 Bridge 1.00 
O65—Dental Cavity, 2” (Heavy Glass). 3.22 2.8 Bridle * 1.00 
5 064—Dental Outer Gum, 14” (Heavy. cGlass)- 5253 2.5: Brim 1.00 
cs Insulated Shock Proof Handle for 
| High Frequency Electrodes | 
a | Made entirely of one piece of hard rubber, with the heavy insulated 
| connecting cord fastened securely to the spring brass clamp inside. 
No. Code Price 
| 0407 Hor. Mlectiodess]. oe ae Blind $3.30 
| 4A9—For 52” Hlectrod@s 22s ee ae ae Block 6.00 
No. 3 Code Pac 
80—Extra Long Protected Handle... Blesp $10.00: 
esr so en hn a 
a8 ce ; 3 39 
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Non-vacuum High Frequency Electrodes 





No. 2009 





No. 2010 





No. 2013 


The Silvered “Non-vacuum” Tubes are made in the same sizes 
and designs as the regular: cataloged Vacuum Electrodes described in 
the foregoing. Plain or Insulated will be furnished, as ordered. 


No. Description Code Price 


2001—Surface = lain——2-inch: dace 2 ao oe Rabat $5.00 
2002—Rectal Se laineis 2 See ee ee Rabid 5.00 
2003— Vaginal Soares cee dete eee een a! fear. eee Racer 5.00 
2004—Nasal rae] LD 6 ae Ses tn eee ee a ci ph eR Raket 5.00 
2005—Throat srr ea Leg Ore cae eae oie le eet ee Radle 5.00 
2006— Urethral adn has ee ete: BO a Sra Radio 5.00 
2007—Eye SEDO Keene ee ce eae Pie Radex 5.00 
2008—Eye = Oui bless Se ee Sie Raflo 5.00 
2009—Surface —Condenser Type, Medium..........-..... Raged 5.00 
2010—Surface Condenser bype -batce 9) 22. a Rally 5.00 
2011—Comb —SOCalpe i er ee Se ye ee Ramie 5.00 
2012—Rectal = LMStlatedi sk ie es Ranch 5.00 
2013—Vaginal Pons ated, <2 a eee ee Randy — 5.00 
2014—Nasal = lnstlated> 2. joven te ee Range 5.00 
2015—Post Nasal -- Insulated = ss. os see Rapid: -5:00. ° 
2016— Urethral —— lnistilated: sts ees Rasal--:- 5,00 
2017—Inner Ear = lnsulatedsce ce ey ee ety Ratan 5.00 
2018—Tongue —=lnsulatéed 2 a Ravel 5.00 
2023—Urethral —opectalaHicavy. Glass: Ragée: 5,00 
2024—Throat ‘special Heavy Glassa.23 Razor 5.00 
202 5 @ataphoresis 7 a5 2 he ne ee ee Reach  5.00- 
2030—Corn Small. ‘Depression «a... s ee Rebec 5.00 
2053--Outer Uh toate oe Or eee oe ate ae Rebus 5.00 
2034. S pitialie. sno e oea eS a e e aeen  ee oe Recal 5.00 
2036—Prostatic Se LITS thlate cheer eer ee ay Recto 5.00 
2061—Dental Pyorrhea = EEGAV VA Glass. sxc, 20st es eee Refit 5.00 
2062—Dental Cocain 2 Heavy Glass. oe Gens Oe oe Reign 5.00 
2063—Dental Cavity SPleayy, Glass\: 8 es Reims 5.00 
2004.—bental Outer. Gum: 7 Heavy Glass 42 Relax 5.00 


These Electrodes, with exception of Nos. 2009, 2010;.-and: 2025 
will have our regular 5%” shanks. 

Nos. 2009, 2010 and 2025 have Insulated Handles blown on the 
electrodes. themselves. 

Non-Vacuum Tubes may be had to fit the 14” Handles by placing 
“O” before catalog number when ordering, except those which have 
handles attached. 
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ACCESSORIES AND SUPPLIES 
SSS SSS 


Mercury Quartz High F requency Electrodes 


A considerable amount of ultra-violet radiation is emitted in 


addition to the effect of the usual vacuum high frequency discharge 
No. tll oe 
2090 Mercury Quartz . Electrode (Pointed Urethral) ae oy 
2091 Mercury Quartz . Hlectrodé.<(Ins. Inner. Har). sa Afix 25.00 
2092 Mercury. Quartz » Electrodé:4(Dental): 22 sc ee Aged 2500 
2093 Mercury Quartz . Electrode (Outer Gum). ee Agni 25.00 
2094 Mercury Quartz ; Mlectrode::(Surface=flat). Agog 32.00 
2095 Mercury Quartz Hlectrodé..«G@lns: Vaginal) =. 2 4es Ainu 32.00 
2096 Mercury Quartz = Hlectrode: Clns. Rectal) @28. esse Ahab 32.00 


joeganpenpanyaeyanganyan 
Poleshesirsheoirsbesies 


2097. Mercury Quartz . Electrode (Pointed Orificial 
YB MO eye ia. Nien con kee Seis Na, ret i ae Ahem 32.00 


Universal Handle for High Frequency Electrodes 


Insulated section made ae 
of hard pressed fiber, hav. ==] 
ing nickel - plated brass 
spring clamp on end for 
holding Electrodes firmly in position. Large swivel ring connector to 
which is hooked the insulated cord, permits of perfect freedom of 
movement. Made in two sizes. 















Mitte tah SEP 


No. 50 








No. Code Price 
050. ;FordZ.Klectrodess es 2 een e a Boldo $1.30 
OO or og . Blectrodes a5 2. ie ae a ee ee, Bolus 1.30 




















Nickel-plated clamp on end of long fibre insulated handle is arranged to 
swivel freely as desired to any angle. A very convenient arrangement espe- 
cially for orificial work. 


Code Price 
Ee FOE ent ret NG Pane eres Menara Saige iii co eae tee one gt Nee Moman $1.65 


Nagelschmidt 
Condensation 
Electrodes 


Suggested by Dr. Franz Na- 
gelschmidt. Made of very 
heavy glass, filled with metal 
in powdered form. 


No. Code Brice 


95 Nagelschmidt filled 

glass electrode, with 
ball-shaped end..Withal $9.00 
96 Nagelschmidt filled 

glass electrode, with 
flatsurface 22% Wither 9.00 
97 Nagelschmidt filled 

glass electrode, with 
angular ~end....:; Withie 9.00 
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Insulated High Frequency Cord 


This cord is made of a stranded copper conductor, 
covered with several layers of pure gum rubber, cotton 
covered. At one end is mounted our standard cord tip 
(32 inch), which will fit any of our machines, and on 
the other end is mounted a swivel clasp. Cord is very 
flexible. 





Code... Price 
51 Eheavy-Cord= 4) lone: ss ee a eee ae SA: Gait $1.70 
ole5  Eledvy Corda) so fe ser 2 Se ere Se ee Hirtz 1.90 
ObOl al Cavey ORG Om OM a 5 reget ee Pe ee he SE eats Hoche 2.00 
pie /e rleavy Cord: Aelolip n.. oee ee etee ee ee eee ee ee eee Trodge= 210 


Extra. cable, 15c foot 


Extra Heavy Insulated Cable 


Made similar to our No. 51 but with very heavy rubber insulation. 
No. Code Price 
83 =Extrachieavy -rotectedablionh- trequency- Cord.5-. long. Malle $3.00 


Heavy High Frequency Cord 
No. Code _ Price 


85 Heavy High Frequency Cord, with special tip for Type “V” : 
Outht C5008) See Se ee a eee ee ee Wailfu $3.15 





Fulguration is the best known method of applying the High Frequency Cur- 
rent for the removal of warts, moles and similar growths. 
No. 3 Code Price 
20 Pulsuration Electrode and =*three=tipsic es. Gadol $2.70 


Fulguration Wire 


Steel music wire, covered with pure gum rubber, for introduction through the 
cystoscope. When used in connection with one of our High Frequency machines 
excellent results may be obtained in the removal of growths in the urinary 
bladder. 


No. Code Price, 
Foot 
40sPulguration= Wire 20.2250 se ee Gag $0.10 
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ACCESSORIES AND SUPPLIES 
See 


Fischer Bladder Fulguration Electrode 





A special fulguration electrode for use in the bladder through a 
cystoscope. Made of a hard wire center, insulated with a very small 
oiled silk covering. Has solid silver tip, olive shaped, of 2mm. diam- 
eter and about 4mm. long. Other end is atranged to accommodate 
ati. ordinary cord tip. 


No. Code Price 
al. “Complete sas=iiustratede ct! a be Gagtip $1.90 


Special Tonsil Fulguration Electrode 





No. , Code Price 
29 Special Throat Fulguration Electrode similar to our 


No. 23 with wire tip mounted in end.....0.2.0000...... Gerdy $1.50 


Improved Ear Electrode 





Properly shaped, and well insulated. 


No. Code Price 
BD occ Os peg ee ean ee a Se eee ee Gabell $1.60 
a a 

: 43 


























































































































eG. FISCHER & COMPANY... Inc: 
EE 





Glass Vacuum Handle 





No. Code _ Price 


HO lA SS bland le e325 Wier ete eee eae tee ee eee: Bismal $1.75 


Indirect Treatment Handles 
No. Code Price 


54 Similar to No. 53, except that it is arranged to 
fit No. 49 Shock Proof Handle. For Indirect 


Meeting 202 ee ee eo ee et Banter $0.65 


054 Same as No. 54, but made to fit the 049 Handle....Bantam  — 605 


Ozone Generator 





No. 22 


An ALL GLASS Ozonizer, made in one piece. Has two compart-_ 
ments, one for holding the purifying oils, and a vacuum chamber to’ 


which is connected the wire from any high frequency source. - 


No. ee Code Price 


22 Ozone Generator, complete as illustrated, with oils Bidwy $10.00 
70. Rabber Bulb: only..2. 82 Ozbule 50 
71>: Hose Connéction—— foot... 2. _... Oghoco 10 
fae Mouth Piece i.e ot See ee Ozmopi — .20 
Po Nose "Piece 222 eh A ee Oznose 50 
Pepe E ime aut tie oben ee PE a gee A Ozfunl AO 
Wo \ ozs Bottle Pine. Needle Or. 2 oe Malmo 15 
764-07, bottle Mucalyptus.Oil i. ae Malta 40 


44 





irri 
t : 
x ae 
| , 
5 ee 
Bebe) , 
. cea 
A Rte 
: ee os 
A A : 
; i es : 





No 


No 


ACCESSORIES AND SUPPLIES 


Cord Tip Adapters 


~ LO enable operators to use cords with 3/32 inch tips with apparatus 
having 5/32 inch binding post or attachment openings, or vice-versa 


PSS OCC ON 

252525252505 
reece eter e 
505 05050905° 3 
ISoSeSe50S05 054 
e%e% +, 





3 s , Code Price 
= 1335.-2 lneteases«size Ot 3/32" tip to7D/ 326 Pe Corter $0.30 
-1336--Decteases size 0/52" tip to. 3/320 es ks Adacor 30 


Eye Magnet - 


















































_ Constructed to operate from any low voltage source, up to 10 volts. 


pe INO. - : Code Price 
oe 1908 Dye Magnet |e ee ar Acoon $5.50 


Diagnostic Illuminator and Shield 


= . : Consisting of a long metal holder, with a green silk covered con- 
necting cord, and. a specially designed opal bulb with a lens blown 
in the end. ' This focuses an intense light to the area desired. 











- | Code: > Eiice 
321 Illuminator, complete with Tungsten lamp............ Analog $3.25 
oe2 Xtra tingsten DULL 2 aa ee Acid: -¥,00 
324-.. Polished Nickel-piated Shield for No. 321............ Agile a9 


Note: When ordering these cords for the Fischer Senior “BO: 4-02 Ge 


or “GP” Diathermy Outfits, specify No. “321G” which are supplied with special 


tips. 
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H. G. FISCHER & COMPANY, Inc. 








Tongue Depressor 
and Diagnostic Illuminator 





Consisting of an aluminum handle with folding end-piece through 
which are slipped ordinary wooden tongue strips, twelve wooden 
blades, green silk connecting cord, lamp socket and opal lamp. 

The special opal lamp is supported in spring clips above the wooden 
tongue blades, and is easily removed. This lamp throws an intense 
white light, properly focused. 


No. Code. Price 
335 Diagnostic Illuminator, with Cords and Socket, and 

Opal amp: a ae eee Usurp $4.75 
290% Special: Dianostic Camp .Bulb, only: Other 3.00 
337. Tongue Depressor, only, with twelve blades............ oula 2:50 
338 Extra Wooden Tongue Blades, box of 12...02.0..2.2:..... Vacat LS 


340 Complete Lamp and Tongue Depressor arrange- 
ment, including Illuminator with Cords, Hold- 
er, and Opal Lamp, Tongue Depressor and 12 : 
Wooden: Fongttes Blades. es ee Be = Vague. 7.25 


New Fischer Cautery Cords 


Flexible copper stranded wire, covered with 
pure gum rubber, replacing the former cords 
which were covered with mercerized webbing. 
May be washed and always kept clean as when 
new. >. 
No. : Code. Price 
13806 ft. pair ey Se reser ee re Ae Soe Negro $2.75 





Note: When ordering these cords for the Fischer Senior “FO,” 


“LO,” “G” or “GP” Diathermy Outfits, specify No. 1331, which are. 


supplied with special tips. 
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ACCESSORIES AND SUPPETES 


Cautery and Diagnostic Transformer 





No. 471 


The Fischer Cautery and Diagnostic Light Transformer is a com- 


— pact, neat generator of the closed-core type, consuming very little 
energy, yet having sufficient output to heat most any Cautery knife on 


the market. .Has a diagnostic lamp circuit with a range of from ™% 
to 12 volts. Can be used with perfect safety for lighting your small- 
est Cystoscope bulbs, or for illuminating a 12-volt lamp if necessary. 


Both circuits are perfectly regulated, and durably wound. Case is 


covered with black leatherette. Contact buttons, regulating levers, 
and binding posts are of brass, heavily nickel-plated, and mounted 
on white marble. 


No. Code = Price 
470 Transformer only, in carrying case, with connect- 
ing cord and attachment plug, for 110 volt, 60 
eyele;zalternating cutrent. 2. 25a Aba $27.50 


471 Outfit with pair No. 306 Heavy Cautery Cords, 1 
No. 305A Cautery Knife, 1 No. 305C Cautery 
Knife, 1 No. 301 Cautery Handle, 1 No. 321 
Diagnostic Illuminator, complete.............:..:s0+0--+: Abaca 33.00 
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Hc PISCHER & COMPANY, Inc. . : ACCESSORIES AND SUPPLIES 
Cautery Knives  Z Cautery Knives 
' The carefully shaped knives are securely mounted into the copper 


bars. These knives are shaped to conform with most any requirements 

a for all purposes. The copper bars are bound together by a special 

4 twisting process, and enameled to withstand heating and handling in- 

| definitely. Knives are made of a special alloy, of high electrical] re- 
sistance. (See page 48.) 


Heavy Cautery Knives and Handle 

















No. 295 No. 296 


| No.297- No. 208 No. 299 No. 300 


No. Code: ePrice 

299. Heavy..Cautery: Handles 22/5 2 ee ee Pacero $12.25 

: | 2902 Eleayvy..opiral Cantery Konite 2a a Pachan 1.60 
- 207, “Heavy Angular Cautery Knite = 2) Sa Pacify 2.05 
ef 296° THeavy Pointed Cauteny Knife, =, Packor 1.30 
a | 299. TWeavy Plain oop Cattety. Knife 3 ss: Pacton 1.40 

:. | 300, Heavy - Flat seoop- Cautety Knife... = 36 e Paddle 175 


oe , _ Cautery Handle 














Made of a practically indestructible material. Arranged to hold the 





N : Price 
- 0.60 knives in any one of five positions. Has contact switch for conveni- 
S08 co S08 se Each, $0. Be weeece : 
Vote, OOO lea. 3 6 i es : 80 ae Sa 
Codes Acmea, Acmeb, Acmec, etc. No. ee ee Code Price 
SOE Caiitery Pandle. = #2280 8 ea ee Aceiyls S275 
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H. G. FISCHER & COMPANY, Inc. : 
| ee 


Rotary Converters 





ee No. 052 No. 950 


When. direct current, only, is available it is necessary to install a 
rotary converter to operate any efficient High Frequency machine, 
or any of the late types of small X-ray Outfits. (The larger X-ray 
machines contain their own rotary converters. ) 


Our 110 volt rotaries have.a special booster winding which insures 


atull 110 volt A. C. when operated on 110 volts D. C. 


Our 220 volt rotaries are tanped at the proper point to give 110 
volts A. C. when operated on 22:0 volts D. C. This eliminates the use 
of separate step-up or step-down transformers and the loss of effi- 
ciency attending their use. 


All our Rotary Converters are equipped with a special Condenser, 
for line protection. 


No. | Gode: = Price 
950 300 Watt capacity—operating on 110 volts D. C., 


and delivering 110 volts 60 cy. A. C. Designed 
for our types “C” and “K” and “D”’ outfits......Emolo $70.00 


952 1000 Watt capacity—operating on 110 volts D. C. 
and delivering 110 volts 60 cy. A. C. Designed 
for our: ype “LL,” “Military” and Styles “FY 
Cabinets, also the No. 1, De Luxe or Type “R”’ 
X-ray Machines, including enclosed type 
Startine Box Scurvy 2 ee Ennu 175.00 


954 500 Watt capacity—operating on 110 volts D. C., 
and delivering 110 volts 60 cy. A. C. Designed 
for our Type “G” Diathermy Outfits................ Enporg 85.00 


955 300 Watt capacity—operating on 220 volts D. C., 
and delivering 110 volts 60 cy. A. C. (See No. 
SO) ee Se ee Epul 70.00 








ACCESSORIES AND SUPPLIES 
———Ke— SKS 


No. Code Price 
957 1000 Watt capacity—operating on 220 volts D. CG, 

and delivering 110 volts 60 cy. A. C. (See No. 

952) including enclosed type Starting Box “Se- 


ONE Oe ee ee Enter $175.00 


5000 Watt capacity—operating on 220 volts D. C., 
and delivering 110 volts 60 cy. A. C. Designed 
for use with Type “S” X-ray Apparatus, includ- — 
ing enclosed type Starting Box “Secede’’.......... Encabs 350.00 


oO 
Cyr 
00 


959 500 Watt capacity—operating on 220 volts D. C., 
and delivering 110 volts 60 cy. A. C. (See No. : 
ONE) eo. aoe ee ee arene ee eed Enpogs 85.00 


977 1500 Watt capacity—operating on 110 volts D. C. 
and delivering 110 volts 60 cy. A. C., including 
enclosed type Starting Box “Scurvy’’............. Mutcho 195.00 


978 1500 Watt capacity—operating on 220 volts D. C., 


and delivering 110 volts 60 cy. A. C., including 
enclosed type Starting Box “Seance’’.............Myomoa 195.00 


2120 2000 Watt capacity—operating on 110 volts D. C. 
and delivering 116 volts 60 cy. A. C. Designed 
for our Model “V” Senior Diathermy Cabinet 
See ee ee ee ee ee Solo eS Bee Yello 220100 


2122 2000 Watt capacity—operating on 220 volts D. C. 
and delivering 110 volts 60 cycles A. C. De- 
signed for our Model “V” Senior Diathermy 
Ca bitiet 22 ee a oe ee Yesty 210.00 


Starting Boxes for Rotary Converter 


She err 











No. Code — Price 
915 Starting Box for 110 V. Rotary 1000 and 1500W..Scurvy$15.00 
916 Starting Box for 220 V. Rotary 1000 and 1500W.. Seance 15.00 


918° Starting Box for 220 V. Rotary 5000W.... 2 =. Secede 21.00 
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No. Code Price 
2167 Stand Radiant Lamp..Yowl: $25.00 
2169. Stand Paira Red 

aI his ees tee Young 27.50 
21/1 S tan.ds, Combination 

Radiant and Infra 


Can be raised to any desirable height 
and placed in any position, free from 
“sage” or “let-down.” Position is main- 
tained by large nickel plated wing nuts. 





No. ae Code Price 
Z16L Clamp Radiaitbampe 2 2 ee Yucca $12.50 
2105 Clamp Intra ined amp 2 3 ee Yuman 15.00 
7165: Clamp Conibination duamp 5.0. 7 ea Yinia-. 17.25 


Both the Stand and Clamp Lamp are supplied in three styles: 


1. With a 260 Watt Carbon Bulb. 
2. With Indestructible Infra Red Generator. 
3. Combination of the Carbon Bulb and the Infra Red Generator. 


In ordering, be sure to specify style desired. 


Indestructible Infra Red Generator - 


No. Code Price 
2173 Infra-red Generator, with 
polished reflector, to use 
in place of 1,000 or 1,500 
Watt2bulbie 2. Yulet $25.00 


. Mogul Size 


2174 Infra-red Generator, same 
as illustrated and de- 
scribed under’ catalog 
No. 2173, but without re- 
HeCt Oi 16 Sie cee Yulno 22.50 


2175 Infra-red Generator of 500 
watt capacity, as used 
with stand’ and clamp 
lam p=s* illustrated 
AD OV Cas ce eee YVuirg . 5.00 
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ACCESSORIES AND SUPPLIES 


Fischer ““Radiolite”’ 


Ws 


The reflector. on 
the “Radiolite”’ is 
made of highly 
polished aluminum 
spun to true para- 
bolic shape. The 
outside diameter is 
ten inches. 





No. = Code Price 
154 Fischer “Radiolite,” 10” efector Light Globe, 


Connecting Cord and. Plus, no screenis-...22.. Hamul $12.00 


Fischer 
“‘Radiolite Junior” 


Made of same material 
and same. style as_ the 
larger lamp above, but of 
five-inch diameter only. 


No. Code _ Price 
152 5” Reflector with 

Lamp, Connect- 

ing Cord and 

plitgee seas Hack $7.00 





Bulbs for Therapeutic Lamps 


No. Code Price 
168 Extra: Bulbtor<10”% Bam pe2oeb Watts Ua ee a Ney eee Hegar $3.70 
166 Extra Bulb for 5” Lamp, 128 Watt.................. Shere Sas Na ern a a Sok ee Hectic 1.75 
TSE 0002wattclearehitlbsscs. en ee ats ee ee at peRmeeie bach Neue shore Udder 6.00 
183 1500-watt clear bulb pee ce Re ot a ne BO ee ane SORES se aL RO EPR AS weber Uhase 8.00 
182 1000-watt blue daylight” 1a) 00 | beer etek ha it pels aera yee mite RE omen eR A aan ah cee Ugric 9.50 | 
184 --1500-watt- blue“ daylieht2ebulb vss ee i ee er ee ae Uhlan 10.00 


Price List of Therapeutic Carbons 


November 21, 1928. 
Effective this date the following prices will be in effect on Carbons: 


Roe Type of Lots. ; Lote pots 
fave: O 

O77 regent Smm.x 6” sy ore $5.06 $9.20 
BL 7820 SC2) -eRinnien Oe oe ee re ONE Le cee 6.88 12.50 
2179 CoD) 26a 26%. a ee eee ee Ee 2.25 4.50 8.20 
PESO" C2)" < Sian xe Oe et eee oe ote Wes epee ae 3.02. 6:05, 4 o~ 1200 
21ST 2 66G) Arm. 905 OL =e ee ee eee prea QUOR 6.50 11.80 
2 opie Cel Brien Fee} ov bc Beem, eee 6k ean ene ek Nn ME eg PEC rem ag Ty 2.42 4.84 8.80 
OT 88 (BR) = Sinm x0 ee ee ee ate. ow PRS s Cars: SAG 4.95 9.00 
9184 CSR) 28min an Oe eee ay Dak ceca cee 5.36 10.72 19.50 
DIS6 CK ata iis kOe ee a eee 6.68. 13.36 24.30 
RUSS. (CAM) c8minree 10 oie 2 Ete eis en oie) Peete 4.13 8.25 15.00 
2189'6- CE?) sOmmexel Oe eae Se alii ste eee See 11.55 21.00 
CLO Oe Gee) Ome 1 et a A Oe eet og Spe 3.25 = + 6849 11.80 
2101 = (7). 8mine does. pre Bee a Se ere ee 4.68 9.35 17.00 
BAO? <5 (GE Bimini, sesh eo eo Ng aie ree eS ea eas 5.50 11.00 20.00 
2193) ea Sininiexclo a So eet ht pines yr aye 3.71 7.42 13.50 
D194 iC BY le Bimmer los aan en ee te 3.90 ; feed 14.20 
OA 95 (SR) Sin mi a AO Yk ee eee ek eee eee Be is 9,89 19.64 35.70 
BLOG = (5 Kea)» Bint 1 0 ee ee es ee eae oe 12.48 25.02 45.50 

Fr 2 HTS 
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Hollender-Cottle Bilateral Nasal Speculum 


for Intranasal Ultra-Violet Irradiation 
without the Use of Quartz Rods 
The new “H-C” Bilateral Nasal Speculuin 
offers an improved method for irradiating the 
nasal mucosa with ultra-violet light. It has 


direct.. It is time saving. It may be used in 
conjunction with quartz rod irradiation, the 
latter serving best for posterior nasal work. 
The speculum is easily attached to a Kro- 
mayer Lamp. The adjustments make it 
possible to treat any nose. 

No Code Price 


TASS ee ee ee eS ee Vulcan $15.00 








In local conditions of skin or cavity, the range of application of the 
Kromayer or Alpine Sun lamps depends upon the variety of appli- 
cators available. In the selection one should be governed by the 
extent of work in which the lamp is to be used. 

These applicators are made of the best grade of clear quartz which 
insures the greatest possible transmission of Ultra-violet rays. 


NOTE. For Quartz Ultra-violet Burners 
and Burner Repairs, see page 77 
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several distinct advantages. The raying is — 





ACCESSORIES AND SUPPLIES 


——o———EE——————— 


tad 5 Code Price 
uartz. Lens Applicator-Rod €Small)..3 = 3 ary) 
1441 Quartz Lens Applicator ore oceeeee Serene ie me Sa 
1442 Quartz Lens Applicator Rod (Medium)... Misty 23.00 
1443°> emorrhord: Applicator 2-9 <2 Miter 36.00 
1444 Holder for Quartz Rods = ee Mocha 7 50) 
1449. Quartz Rod =Straisht End 234” lone) Modes 12.00 
1446 Quartz Rod Shaped: End: 634” Jong. Modoc 24.00 
1447. Blue Ultra-violet.Glass:2imim.. = _..Moera 6.00 
1448 Blue Ultra-violet Glass 3niin.. Mogul 6.00 
1449: Blue Ultra-violet-Glass 4mm 303 Mohur 6.00 
1450" Blue. Ura violet Glass Smin. Moire 6.00 
143516 MicaiProtection- Windows 3 see ar Molar 1.00 
[492. sWeaver Applicator 4.258 os ce Molli 13.50 
14537;"Rubbers [ubine; Poot :s.. 22.42 ee eo ee) M oult 30 
idio4 Quartz Window 2 ee Monus 6.50 
1455. Sharpe Localizer and 3 Tubes... Monad 7.00 
14560, “McManus “Sinus: Applicator. (380 Mongo: ~ 7.50 
I457-:Plank. Proctoseope. os ee GORE SOs ey Monke 9.75 
1458 Plank Pharyngeal _Applicator.......2..-... <2. Mont 19:00 
1459. > BaldwinLaryncoscope 28 “Mooch 32.00 
[460 Blue. Window, “Complete. 207. s40.c 1. She ..Moody 10.50 
1461 Blue Window, Less. Holder................ ae ea a ees Moose 6.50 
1462. Burrow's Prostatic Applicator.:-00% Mopey 10.50 
[t10s-2 Rubber ‘ube Clamps axe fy Viged 125 
1464 =Mehler*Nasal Applitator2.2°.5 2. ve. Morim 24.00 
1465: 2 -Protection-Gogeles 3 52.0 ee Mossy 40 
1466 Ladabeck Quartz sca ge CSimall)ct ee | ee 22.50 
1467 Ladabeck Quartz Irrigator (Medium)........0.0...2.: Motto-.2:22.50 
1468 Ladabeck Quar {2 litigator, Clarce) Se Mound 29.00 
1469. Ladabeck Quartz Irrigator (Extra Taree) eo Nien n. 29.00 
1470 Ladabeck Quartz Irrigator- (Set of 4)-22..50 i. Movie 103.00 
1471 Daly Pyorrhea Applicator (Set of sy ee cae oa ire Mower 45.00 
14722 Bainbridge-Lippman Applicator? = 8 Mucky 48.00 
1474. Mayer Aural Applitatorc.: 2.0) S02 Win 21500 
1475. Wagner Quartz Speculum (Size A)......:.............Muggy. 24.00 
1476. Wagner Quartz Speculum. (Size B) 222.2 5} Mulct 30.00 
1477 Wagner Quartz Speculum (Size Cyi22 Muley 36.00 
1478 Wagner Quartz Speculum (Set of 3)...2000.20002.2.- Mumbl 90.00 
1479°-McCaskey’s Prostatic: Applicator..2.-2.9 6 Mumps 36.00 
1480--Sampson -Pyorrhea. Applicator -CSet.of.3)2.2.— Mungo 32.50 
48: Sampson Hay Fever Applicator. 02 4. Mural 24.00 
1482-> Sampson Laryngoscope 3 Usage 33:00 
1483. Quartz Urethral Applicator...) fie Usbek 32.00 


1484 Alpine Kromayer Applicator Adapter, to attach 





Quartz applicators to the Alpine Lamp—Fur- 
nished free: of. chatge 2.2225. ee Usher 
1486 Ashland Universal Pyorrhea Applica: eee Varisg 20:50 
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NCE GAUGE 








A practical device for determining individual tolerance to ultra- 
‘violet radiation. ‘The protective skirt, as illustrated, is part of the 
device. 


No. 1492 Code. Price 
Wee yelolcrance. Gallge ss eee ee Uvgage $2.50 


Condenser (Static Arrester ) 


Used in connection with powerful High Fre- 
quency apparatus for protection to lirie. 
Mounted on a slate slab, in a metal box. 
No. Codex =Prce 
960 Condenser for A. C. lines..7etort $15.25 
961 Condenser for D. C. lines as 

used across Rotary Con- 
WA CIR SS Site any See ene DR Sr Recopo 10,00 





Pilot Lamp 


An indicating lamp bulb used on most of our Portable and Cabinet 
Apparatus. 


No. Code . Price 
O75) ld Bulb: ee a Larrup $0.40 
B20, dnuby. DUulb< ee ee ee Lodge 40 
: Casters 
434” wheel with 54” rubber 
face tee ee ee Cascar..$2:50 


242" wheel with 154” felt face 
pine prem Meee A ee Castye. 21°80 


2” wheel with 1” firbe face....Casfos 90 
15g” wheel with 34” fibre 


TACE, fe ee re ee Casmal A5 
234" wheel with 14” rubber | 
ECE ee en ee Virtue 1.50 


2” wheel with 34” rubber face 
Se ee te te Ae ee Visage 1.00 








ne 


ee 








—— 


ACCESSORIES AND SUPPLIES 


Pneumatic Air Hammer Vibrator 


F inished in black enamel and nickel-plate. Arranged to screw on end 
of pressure handle, or if desired will be furnished complete with a 
hard rubber handle and pressure hose to attach to any source of com- 
pressed air. Degree of vibration controlled by air valve in handle 





No. 1511 No. (1513 No. 1514 
No. | Code. Price 
L510: Aw Hammer Vibrator 2 a ee Canker $14.00 
[51s Ball Applicator’ for No: AiSi0. = eo Canon 95 
Pol2> Spine Applicator tor Noe 1510.) Canula 1.75 
[5132 Curved Applicator: for No: 1510% 28 2 -Capiul 1.30 
1514 *LarsesBody Applicator: for No.:1510... 2.2.2. Caput-A,10 


Dr. Pope’s Dilators 





No. Code. Piice 
1340 “Now size, Dilator = ei Popone $1.75 
1341. No Popiwo 2.175. 
[342 No, Osize_Dilator. ia ee Poptre = 1.75 
bj43=2 No Assize Dilatore: oe ee Popfor. A575 
Lode ce No-o- size Dildtor: 2 ee a Pophy 21.75 
[345 «Set of five Dilators:. 4.222 Se Popset 8.50 
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Cavity Vibratodes 





No. 1560 No. 1560A 





No. 1561 No. 1561A 





hers 





No. 1562 : No. 1562A 
No. | Code «Price 
£560... Vaginal. Vibratode,.. Hard Rubber-:o. 2 Kane $0.60 
1560A Vaginal Vibratode, Soft Rubber Cap.... ... ....... Kaolin 35 
Look -- Rectal: Vibratode, Hard Rubber.2. Karma _.60 
1561A Rectal Vibratode, Soft Rubber Cap.......... ie Karoo “LS 
1562 --:Flextble- Rubber Colon: Catheter.....2. 2202s. Kauri . 1.00 
[562A Dilatine Bas for No. 1562-Catheter 1.4.5.2... 4.2 Keany 50 


Pennington Rectal Cone 














The Pennington Rectal Cone adapted for use with the No. 1551 


Vibratode as furnished with Fischer cabinets having the motor and 


pump features. 


No. Code Price 
ooOe Including Metale Holder... 2 4a... ee. Penco $5.00 
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ACCESSORIES AND SUPPLIES 


eee 


Pneumatic Rubber Vibratodes 





No. 1550 No, 1550R No. 1551R 





No. 1551 No. 1552 No. 1552R 


No. : Code Price 
1550 Small Size Vibratode, Rubber Holder... Kation $0.30 








An ingenious device for the application of vibration and variable 
sound tones simultaneously. Must be tried to be appreciated. 


No. Code Price 


1567 Polokwane nak err Souvib $1.50 
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Sinus Suction Tube 


So constructed that it is impossible for the aspirated matter to enter 
the second bulb or tubing. Furnished with 4 ft. rubber tubing anda 
metal attachment to fit the Vacuum Handle supplied with our Cabinet 


Apparatus. 
No. Code 2 Price 
ere er ee Jesitu. $2.00 


Pressure Handle 


Hard Rubber Handle, fitted with control valve, for 
use with Vibrator No. 1510 if you have no T. & P. 
Cabinet. 





NO” 1516 


No. Code Price 
Polo Pressure Handle with 6:-lubinies 2 22 Cyprus $7.40 


Pressure Tubing 
Extra Pressure and Vacuum Tubing, cotton cov- 
ered any lengths. 


No. Code Price 
SUE TT ere DO ae ree ee Cyanic Foot, $0.25 





Ne 1517 


De Vilbiss-Fischer Connector 





Arranged to fit the tapered end of the pressure handle furnished 
with Fischer Cabinets, and to accommodate the regular De Vilbiss 
bottles. 


No. | Code. Price 
OO) sWletal- ConnectOtm 422.3225 ee ee Karyon $0.40 
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ACCESSORIES AND SUPPLIES 


De Vilbiss Atomers 





No. 1523 





~No, 1521 





No. 1520 No. 1522 No. | 1527 


No. Code Price 
1520 Empty -bottle- only, “with stopper. Kal $0.30 
1521 Atomer. Sprays any liquid, oil or aqueous, in any direc- 

Hone desired: (8 oo ee ee Kalium 1.60 


1522 Nebulizer. Produces a vapor; for oils only. The vapor 
can be weakened by turning the little table to a hori- 
zontal position, or strengthened by turning it to a 
perpendicular ‘position. <2. 22s) Kamala 1.60 


1523 Powder Blower. Diffuses powder perfectly in any direc- 
HOM ere ee oe a ee Kalot 1.60 


1527 Atomer. For spraying oils and aqueous sotutions. It can 
De easily cleaned by unscrewing ae al -piece and 
yewipiier the tube: pie oes a See ee Kulter 1.60 


Namibers 1521 and 1527 are provided with an extra hard rubber 
tube for spraying corrosive solutions. 


| Esohian Tube Opener 
Novo Code Price & 


ESAS Metal Eustachian Tube 
PO PCNEr 2 eee Kennel $0.50 
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Suction Bottle 


Code Price 


Suction Bottle, com- 


plete as illus- 
trated es Hepar $3.50 


Extra Bottle only..datch 1.15 
Rubber Hose, ft...dauld  .25 
Silver Catheter ....Haven 1.00 
Glass Syphon. ...... Hawse 40 



































Output is under perfect control as the energy is obtained from the 
Cautery circuit, and any degree of heat may be maintained indefinitely. 


No. Code — Price 
1570: -Mischer Air. Heatér, with extra, unit.....25.... Acoin $7.50 
lok ischer. Air: -beatersWnit-4. oe a Keck = 1-00 
72) are preacer Attachment: ..:. 25-2 2 te Keel 90 


Special Cut-off 


Unless otherwise advised, the 
Cut-off will be furnished with a 
short length of rubber tubing spe- 
cial metal attachment to fit over the 
end of our Pressure Handle, as in- 
dicated on illustration. Also fur- 
nished without special “Y” Valve 
Attachment for side of cabinet, as 
indicated on page 63 under No. 
1110. 


No. Code Price 
Poon Special Cut Ol 2S A ee Kirtle $5.00 
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ACCESSORIES AND SUPPLIES 
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Pressure Valve Attachment for 
Fischer Combination Cabinets 


No. Code Price 
1110 Special “Y” Valve with De Vilbiss No. 1528 

Cul-on with O- hose. 2S eee Ictus $14.65 
Tht. Bresstire. Valve only 203 0 22 Igloo 8.20 
[517 Extra Pressure Hose: <- Bee ee ese ee Cyanic Foot,  .25 








Illustration No. 1 


Illustration No. 2 


Vacuum Valve Arrangement 


The Vacuum Handle and 6-foot tube, illustrated under N 0.52.15 not 
included with the regular No. 1113, as these parts are already fur- 
nished with each of our cabinets. 


The regular Pressure Handle and 6-foot hose as shown in illustra- 


tion No. 1, above, is not included with the regular No. 1110 Valve 
order, as these parts are already furnished with each of our cabinets. 


No. Code Price 
1113) Vacuum Gauge and Regulating Valve with 

SOsinch: hose 23.2 ee ee Ides $13.00 
Pits Vacuum. Gauge otily 236 oe ee Idle 723200 
IS I/. Vacuum: Hoses. oe ee Cyanic Foot, .25 


Exhaust Filter 


For mounting between the cup holder and the vacuum 
handle proper. Stuffed with absorbent cotton, it prevents 





See" —s the passage of the extracted fluid to the pump. : 
No. — Code Price 
1504 Exhaust Filter ........ gl PS eee Sept. $175 
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The Fischer-DeVilbiss 


Sinus’ Suction Bottle 


No. 1790 Consisting of bottle, 
nose piece, 2 silver catheters, rub- 
ber tube and connectors. Code, 
Umbra. Price 


No. Code. Price 
1791 Bottle and 

Nose Piece..Unarm $1.60 
1792 Small Silver 

Catheter 2.0. Unbar 1.30 
1793 Large Silver 

Catheter: Uncle 1.60 
1794 “Hose and 

Connectors ..Undue 1.50 


Glass Exhaust Cups 


Made of smoothly finished, plain glass, with rim of heavier glass 
on the edges. The ends are fitted to the rubber bushing in the vacuum 
handle on all Fischer cabinets containing pump features. 











No. 1500A ~ No, 1500B No. 1500C 





Rubber Vacuum Cups 





No. 1507 No. 1508 




















No. 1507R No. 1508R -@ | No. 1555 No. 1556 No, 1573 

No 3 Code Price No. Code Price 

| . : | ; -V 0.45 
SOON Vactum Cup, = sDiameter 2 een ae Jeloy $0.35 JESSE) Flexible Rubber Vacuum Cup ee Kale $ 
1500B Vacuum ee 114” Diameter ___Jervin 40 E 1556 Flexible Rubber Cup (large) wane eee c sentence seecceeeteeeee Kandy 1.00 

P ee ee ees co ape ee gee . AQ = 1573 Metal Attachment for connecting the rubber cups 
1500C Vacuum Cup, 2 Diameter 2 Jesuit ; | faethe acuaue handle = ane 25 
(oO: Exhaust: Cup; with trap... ko nS ee: Jesty Rote | | Ae 
Boo Glacs Breast Cups ee eg ger < 80 q Motor aud! Pamp: Grea | 
O7. Glass deanaric. Cupess 2s ee ee re Joint 80 ag 3 : 
507 Sott Rubber Panaris Casing =. Dee Jolly AQ os | No. as Code.) = Euice 
0s. Glass'G. U, Pubes. 8 a ee, foule  VO5 =. : ioe? Small cine “Ketch ies 
lisOek Sott Rubber GU. Casing <1 es alugal Uh 1589 WeND, CAN. Sans ele Be eto oa Keease 

| 
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Books on Physiotherapic Subjects on Diathermy 


No. | . Code _‘ Price 
1703 “Diathermy in Medical and Surgical Diseases” by Saberton..Jnsabe $3.00 
1734 “Treatment of Gonococcal Infection by Diathermy” by E 


PB Cumbercbatch, M:D:, and C. A. Robinson;..M.D.-22.2..- Vulgar 3.75 
1737. “Diathermy—Its Production and Uses in Medicine and Sur- : | 
pene py Hikin -P.Cumberbatch,-M:D.. ee Incumb 6.00 

1742 “Diathermy and Its Application to Pneumonia” by Harry 
HO ne OC Walt Ni ae ee a Instew 3.00 

1746 “Practical Electrotherapeutics and Diathermy” by G. Betton 
3 Wiese yee bn = ieee ei cee eon ae ee ee te Verbal 6.50 

1747 “Practical Index to Electrophysiotherapy”’ by J. E. G. 
Nverddnnetone WIT). eee ree ee a ee ae ees Verbos 6.50 


1750 “Diathermy in the Treatment of Genitourinary Diseases 
Wwitherspecial: Weference: to:-Gancer. by. Budd: Cx Corbus, 


Web and.. Vincent |-,O:Gonore: Mis. 22S See Corcon 5.00 
1753 “The Practice. of _Physiotherapy’ 1926 edition, by C. M. 

Sami pPSOMs ce Vi Dyson a ee Walrus 10.00 
1756 “High Frequency Practice’ (Fourth Edition) by Burton 

bakers Grover, oN si Cr Ba ie Ae er Venous 6.00 
1758 “Physiotherapy Theory and Clinical Application” by Harry. 

Raton Ste watt 2 Mae eet a ee ee ee ee Vesica 7.50 
1971 “Surgery of Neoplastic Diseases by Electrothermic Methods” 

bye Georges Aaa yeth. Mee eee os ee Se Ahoy: 7.50 


1975 “Physical Therapy in Diseases of the Eye, Ear, Nose and 
‘Throat... by. A. -R.- Hollender::-Mi-D.,; and.-M.:H:. Cottle, 


|W Resse BF Sat oe ee acetiaaeereec: Saeed e tates Uy iy en Re Reh ree Ee Wartey 5.00 
1976 “Electrothermic Methods in the Treatment of Neoplastic 

Diseases: by -)< Douglas .Morean= Meo. Washer — 2.50 
19078 brinciples..ot- Physiotherapy. by. Lurrell = 2 Wattle 3.85 

On High Frequency Currents 

1747 “Practical Index to Electrophysiotherapy” by J. E. G. Wad- 

Chita Cts: NE ee ei eee ee Verbos 6.50 
1756 “High Frequency Practice’ (Fourth Edition) by Burton 

Baker (Grover saWiee bse ee ae eae Venous 6.00 

On Constant Currents 

1973 “Galvanic and Low Voltage Wave Currents” by Drs. Mas- . 

Sey fC eV ORS Co cae eer ee ans Pee eae eae Airy 6.00 

On X-Ray 

O55." Medical: Electricity by-.Sinclair=Tousey, WM. Drie Extone 10.00 
1704 “Systematic Development of X-Ray Plates and Films” by 

ieechman Wendell D:D aso; ee nS ee Insure 2.00 
1707 “Roentgenotherapy” by Albert Franklin Tyler; M. D............. Indus ~ 2.75 
1710 “U.S. Army X-Ray Manual.” Prepared under the direction 

of the Division of Roentgenology and authorized by the 

Stirecon-General- of the ~Army=<-2. 51.0457 ae ee ee Infect 5.00 © 

On Actinic Ray Therapy 

1/44 A ctime Ray--Lherapy’- by. -L.: Howard. Plank, M.D Inlank 5.00 
1755 “Actinotherapy and Allied Physical Therapy” by T. Howard 

Pilate: Ve) ee, Be) ea es eas Wagers 7.50 
1757 “Clinical Application of Sunlight and Artificial Radiation” 

iy ebedoat Weaver View) sii ee er ee eas ates e Wagone 10.00 


1977 “Basis of Light in Therapy” by Herman Goodman, M. D.....Wasted 3.50 
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ACCESSORIES AND SUPPLIES 
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On the 
Following pages 
are Illustrated 

Fischer 
Complete Units 

Including 
Diathermy 
X-Ray 
Galvanic 
Sine Wave 
Radiant Therapy 
and 
Ultra-Violet Apparatus 
also a 
Price List of 
Fischer 
X-Ray Accessories 
and Supplies 
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Price List of Fischer X-Ray Accessories and Supplies 





No. Description Code Price 
MO AereOAN Misti ett GASSeLte, 6 Kak Oy oe tee iss beat eae evapo cwea ced aatevoas seateusteces Dermis  $ 15.00 
HOdoe Aluminium Cassette; TOx1 2: Soke. so ek Sones cect da ters acta eames oteseweee Sato Si ee Derrid £7200: 
hOdos Aluminum Cassettes cl 1x4 ere eee as eae era beeen wos ee te ese cade erates Dew 19.00 
TOL ee N uiniiuime: = Cassette, al 3900 te a ee ec aU a ee he Sree ina Diad 21.00 
S8o.-aA pron, «Wwead= brotected tists ee a oe Sa eee eee a Amot 10.00 
1626° Barium Sulphate,“ Ib. package..:......... ic fanalaee Se ACER: GaAs RR em te ep ATE BEN Barsul .50 
L066: Connector tot Coolidge: Ttibe 225 a i, Se ee Baycon 1.00 
£09°- Contactor ct Ors sta yao ine tsetse os es aes Ve Bie aie eaten, Sveoeeee Fancon 85.00 
£0615.- Controller: ‘for Coolidge:Lube:-Pilamentis: Si eA 2 a Bee ed, Cardin 30.00 
GAT COO Lge} hUDe eH AIMM eC eRe Sos. cokes ee aes oe ge he na a eRe eo te Coamer 40.00 
10602: Goolideée= Friament Uranstorniersesk ce oe See See a a ee eee Cardia 50.00 
£057=7-inch: Hine Focus ‘Goolidge Ph ubetec. 2 ee sae Celery 125.00 
1058: >:7-inch,. Meditim:-Bocus= Coolidve:T thes: 22k oe ee a Ceke 125.00 
T0502 7ainchBroad-F ocus::CoolidgesE ib Goss Sees ee Cacal 125.00 
1055* 3-10" MeasA. = Coolidge= ube, Radtatonm Dy pescs <3 os ee ee cde Celom 125.00 
10562302 MesA @=Coolidge Lube; Radiator Biuberss 2 So et ea eee Cedron 125.00 
10542 RadiatorDental-Coolidge Nera Dub exits. ok eee he we ee a Cella 125.00 
1013-“Coolhidvé=-Lube: Shield: stom: Radiator ly pene oie oe ee es Gaddo 35.00 
1014" CoolidgexPubexShieldiaD ental Dy pes: at sere ei Gorget 35.00 
528. Cord Reel, Single Seach Fagin 2315 
530: Cord: Reel. Single; with Erolley “Wheel 24:3. ee er Hemoid 3.30 
531°-Cordkeels Double; witht Erolley.Wireels:22 a0 ee ae ee ee Hemp 7.50 
525 Cord Reel Trolley Contacts ...... Be MAE SEU ig wt pS Ng on Be ETE Nae y aT ES Hutt .20 
1601 Dark Room <Safelighto Ruby. Wampock. en a ee ee eee Bath 1.75 
1602: Dark Room Kkodak“Riaby Lamp ssi eas Se i Bathco 3.50 
LOLOs Dental; Cone; tilzeaded: Glass: *éshort) ice ee es ee Carus 12.00 
1011 Dental Cone, Leaded Glass (long)....2.2.2...: ST Ss Oat IM nord Aptos et Carlog 12.00 
13822<:Déntal--Film<Glip;= Sinele-“dozen-s.. fic set eee a ee ea Whilon 1.50 
E83. -Dental- Film “Holder; 10“clips—each 3.33 ee ee eS Whinny- L.75 
Lis4-s Dental:-Kilms bolder:.24* clips—“eacha ns trees ee, es ee Whiper 4.00 
1646."Deéntal Film; Wolder—Pischer=—dozene =. ek ee Cascin 125 
1632;-Dental: Film:Eolder-—wooden=—boxs0 fe dQ ee Shapa 2D 
1697°=-DentakEehtim= Bank c.olasous tas ee te Bie ene Ie a a ee uses Impel 1.75 
Dental Film Mounts—Write for catalog 
1925:.. Developing bank: “Army. “Ey pes: es aL SN SE 22S mbes Are ae Unfit 81.00 
1926 Developing Tank Cooling Arrangement ....: Ee COR en ees ae Shes eS Ungot © 6.00 
1695 Developing Tank, 4-compartment .......... ae, ee Ree ig soe he ee Sane Ras Sena Tliam 72.50 
1698::7 Developing “Rank;= Porcelain——2x9xd4 (i ae ace ofa Image 7.00 
L700\--Developing= Cank,” Porcelatn==2x1bx2 08 eS ee impose 11.00 
£70122 DevelopiieEank = Porcelatt px lax 20 se a ee Impugn 14.00 
L604 Developing? 1 ray. oteel st nameled— oxi ae a 2 ee Adeps 1.00 
16052-Developing Tray, =Steel*:Enameled==8x1 0 er re es ee Adler 1.75 
1606:.Deéveloping: Tray, ~steel=I:nameled=—L0x12” oS ae a es Agaric 2.26 
160%; Developine= Fray, Steel: Enameled=—11x14 et ee ee Agave 3.50 
16082 Developing: Eray: Steel Enameléd==14x1 77 a 22 ee ee EE Agnea 5.00 
E16 Dereloping “Prame stor OX eo ETINS, a. eee ee te es ee See Incur ays) 
L?16sDevelopitiz ceramestot: 614x814 Films. ee ee Indeed 85 
EA Developing brame< tor Sx 10 Filme ee ee Indent 1.25 
EFISS -Developing Brame 1 ote LOx12  hiling.e.. ck re er ee Indcx 1.50 
19. = Developing-trame. tor: dx 4 Palins. ees ono eee A ee India 1.75 
L714-sDevelopingErame for 14x17) Pilms 3 a ee ees ee aS Indict 2.00 
5boe “Diagnostics Liluminator 1 4xch7 4 ee Oe ae eae aie Sneha Darest 16.50 
DOs Waa oNOStIes MECMINatOl OX 1 Orissa reel Sa ee oe Pe, oie i oe Dartos 9.50 
1080 Diaphragm, Bucky-Potter ............ ape ea hee an age cs ee? tat cee ae as Buckip 250.00 
1007. ‘Diaphragm, Jead, with 1” opening..........: BPW cE nal aL COATS Ave sae nea tee ate, Doom .50 
LOOS:=- Diaphragm: lead:owithy 2020p enitie: ste a Fe ee te et ee Dory .50 
1650: onvelopes, i tling, 20x —= GRO) ek ee ao ee a ee ae ES Fovea 1.15 
Tot Envelopes. 2Biling, 614x814 —— (100) i so ee ee a cee Frax 1.30 
1652°=-Envelopes: Filing, - 8x10—=Gl00)o ake a a eee a Se Pe nat ES Fret 1.50 
1653 -Envelopesse brine 1 0x12 C002) SS ee 2 ee Frost 2.00 
l654><envelopesx seule 104 C100) .4 ee ee Focus 2.50 
16552. Envelopes, baling: 4x17 —SC100) 2 aie es ee nee Funda 3.50 
L382“ XpOsite awisied eas tiation gee EN AE Reet tee i een ee Eascex 2.00 
[006 Filter, sAluminim:—<=- rays Cl ammo ee era ey, ee Donga 25 
683. Tixing and: -Hardenine:-Powder?-(64:407%,S1z@) ee a es ee Braxy 35 
10205: FlnOroscope, SEO tte ted O 0 coo oe eet na Ee te Sh eee Teg et Drain 16.50 
lo2T- = Fluoroscepe:. Screens onlys= 0X0 Cee ee ae se SU aah Drench 10.00 
102272 MOLOSCO Pe =O CLEC OFU Yio KO ae cl a gD ee ee er mG ee Se ote Duct 21.00 
LO238< HOrOsScCOpe=Screcit omy es LOO ee ae ao eae ee Dulein 30.00 
LOL Kihworeséopesscreens only. > Lix Avs, Sr eo Cae leper eran ee Dutch 40.00 
LO182Ruorescope-ocreéits: Of ly; Aexd OS ee ee ee ee Dyad 50.00 
LO19s Eo roscope.Sereens “onlys. lAxd et oe oe Se ee ee ae Dvne 60.00 
1024 Bluoroscope;’ sMounted;= Lead=:Glass: Prot.; 5x7" ee Dulpro 20.00 
L0252<Eltiofroscope,:s. Mounted: Lead=-Glass: Prot. ON 07 222 ee ee Dull 21.50 
1026:>-Fluoroscope, Mounted; “ead: Glass.“Prot.; -8x10” 2 in2 ae ei Dulryo 40.00 
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ACCESSORIES AND SUPPLIES 
0 


Price List of Fischer X-Ray Accessories and Supplies 


No. Description S 
Crip Code 








1027 Fluoroscope Screen, only—square inch... D Euice 
L031 = Fluoroscope,: Patterson: Operating “Type. 20 P eh ae 15 
1036: Fluoroscopic..screen: ‘and =Hramé,“107x10" 2) ek ne a ee Bae: 45.00 
1037>-Filuoroscopic:..Screen. and Frames 211 scl 4s ee ee ages Guat 60.00 
1038--Pluoroscopic:;screen ‘and. Frame, 127x162 2 2 a ee ie ae One 65.00 
103957 Pluoroscopic: Screen: andy: Frame,< 14x P06 ee a ie gees eee Ones 80.00 
3805; Boil, “X-ray =Protection——(214 = Ib. “roll).: Ibis Se eee Clogs 70-00 
400" Hoote- Switch, = Xaray. so; A ny a ae ae Sol eee oi eens ORE ae 
595 lass buninel= (CS 076-8170) Sas os ie ek SE ee BRU Pe op ee gcee A is 1200 
9962-Glass=-Funnel==(16 407°. Size) <2) ik a eee ie ko ne Os a ge a0 
581 Glass Graduate—(8 oz. SiZ6)e ea a, ee or ce ee eo 
o827 Glass: Graduate-—-(160z2 size) i258 gan en ie Aldey ne 
BO Gines Stirmmnpe Rod cn ee Mave 80 
36154 Gloves; sDeadeds Rubber i o.c.5 se os Re eee Aiea ae 
1012 Headrest, Chativecly pe none oa ek Sess ye ee Pc) eat ah aa eee Galsie Laene 
1040 Intensifying Screen, Sx LOM oe 8 ae ete ee Ie8 7p ae ge 
lO4¢d Pimtensityingsectechs 10x 1200) rae: tl, ee See ee Oe Digest ie oo 
1042 Intensifying SCheen WK 4 25 NE Sie ee 8 es ey Ras eg Dinus se a0 
585 Kidney Compressor ........ oven ee aah oe NN Meer aera veda Mpa se oe SAC Rubrum 2 Be 
Oto cad ited blate-Chest.c isa ..u2 4 ca gr en ee RS ee un 395 
OO eleagetined. Plate “Chest in. aco5 eine nN ae ee oe Dens feeae 
Oi eead amined Plate Chestionare pee oe a Deric rob 
JI02sEeaded. Glass square? in@hy eu ei eh ae ee ge Glona : ‘08 
LOIS. “-Eeaded. Glass “lubeeShicldin ison eg ee Oe nanny 15.00 
963) Lead Letters=rton marking sflins ck. se eee ees Forged 05 
1009 Lead Lined Cone--5¥%4 inch diameter............... ee PR 5 De neh en WN oe Ree Dura 500 
1050 Jead Lined>-Cones-3inchs diameter®.2.0) ce ee See Buret 8.00 
1051 Lead Lined: Cone=-8inch' diameter.nee en fe ee ees Burn 8.00 
1070 Lead Eimed:Tréeatment: Goue—<1 inch .openine <2) te eS Holz 5.00 
1071 - Lead: Lined “Treatment: Cone—2 inch opening 22.72 2 eS eee a 5.00 
1072-. Lean ’LinedTreatment: Gone==3- inch, opening... 2.2. 8 Hovus 5.00 
L073. Lead: Lined: Treatment Coné— 4 inch opening." 28, eee Huet 5.00 
564 Lead Numbers—for identification ...................... Bsn aliea yon. i ee ta ee Forbid Bs 
350" Lead: ProtectionsScreen = i260 Sar ee i i ee eee ra ae 75.00 
381 Lead Sheet—% inch (pound)... een ane ee ete See Glomus 20 
oOnSMarkers for: X-Raye-Hilm sects oe ot ey nae pete ee eae Fames 5.50 
445: Meter, X-Ray-0-15° Mo Ago ie ec ee ae gener 18.00 
446°). Meter, -.X:Ray—=0-60° M+ A.A st os Se eR eS eee tar 32.50 
£5 0ne Meter,“ x-Ray—-0-80: Mi oA ye ee a NS Whistl 22.50 
DUS ate:SSUPNOLt eect coma | tiers CA a hey eine gee Dolor “17150 
L005; Tube Stand== X-Ray ac 28 oe eer os ae eee a tee Dossil 80.00 
[645° -<-ograph: ental. Kilms, slow. 2.22 oc een ee eae oes Bulla 1.50 
[649-22X-ographe Dental’ Films,:fast2 es es eee Speed 1.50 
1640 X-Ray. Dental-Eitlms, “Kastmah, “tast’=.0 2 in (See ee Brain 70 
1665. XP Ray. Dental<-hilms;+-Kastman, slows. 23 =e ee ee Bot 70 
6802 X-Ray “Developer-a4:-eallon “sizes. ee a ee Laird. 15 
68ic X-Ray, Developer! levallonssizewin ee ee a Lamboy 85 
[678 exe Ray lexpostine solder. 6/507 tet ea es. een ey ete pe Ladle 20 
L679. NeRey slexposire Holder 614 xSiek, e ar ae e Lagoon 30 
LOS02 ox Ray-sxposure older <8” x 2002 a ie ae es eee Ladder 185 
[68ieX- Raye Pxposune- Holder 407x100. o Pesce i Oe eee eR Laguna 40 
16822 X-Rays Exposure Holder 11x14 28 2 toe eae ee ee ee: Label — 50 
1683: x Ray. «exposures Holder, 14x17. 2 Site Seer ta ee Labial 60 
168d A Ray Duplitized= Wastman Films 6x7 ne i et ee Cholin 1.45 
1686.7 x Ray 2Duplitized Mastman Films, 6147x8i4 72d ei ee Ome ERE 90 
IG8ivre X-Rays Duplitized:-Bastman.. Films, 87x10... ek ee Chyle 8.30 
[688eo X-Ray -Duplitized:: Bastman? Films 10’x10”) 20 28 a eee Cina e208 
1689 = MeRay -Duplitized: Kastman Filmsicd 17x ae = aS Sheet < Circle 6.60 
1690 X-Ray Duplitized Eastman Films, 14”x17”............. Pais as Sie a epee yc pode Claret 10.05 
1985: eX"Ray Balms Bick -6 te Vas ws ee | eee et Seeks tee Weavle 1.45 
L986 XO Ray Films= Buck 67K 10 eo ae ee ee rae ge Weeder 3.40 
LOST oeew Ray sbllnts=“Ruick——-1 07X12 ee eee OE ca oe en gee Weevil 5700 
1983S Ne Ravyecb rims SB ticle 1d che ea iy ee nn py ek ee Welkin — 6.75 
1989: O OX Rayo h thins Baek ba xy 0 ee ees Ree SE Leg ate geet Welter 10.30 
1990 X-Ray Films—Buck—Non-inflam., 57X70 o.ecccecsccocccceececeeeeeec co settee ek Whaler 1,75 
1991 X-Ray Films—RBuck—Non-inflam., 8’x10” “2... Wharve 4.10 
1992 X-Ray Films—Buck—Non-inflam., 10”’x12” Wheale 6.40 
1993 X-Ray Films—Buck=—Noniinflam:, 117x465. ee ee Wheedl 8.15 
1994 X-Ray Films—Buck—Non-inflam., 14”’x17” |... Wheeze 12.40 
BU See OC RAV REI Me hatte te ere ee eee ag re a et ede ee ae Fanlte 48.00 
375 X-Ray Tube Re ae i ESS SEE NG a a Mat aaeee tok Ap oee e Echo 4.00 
-Ray Tube repairs—write for prices 
993 X-Ray Tube—6” Tungsten Target Teeiaeer eae t SORE ch nt gna ae Elbow 38.50 
994 -Ray Tube—?” Tungsten Target Transformer... Elder 43.50 
997 “X-Ray Tube——-7”" Tungsten: Tareet Heh So es ee Eiloid —- 48.50 
998° X-Ray: Tube—6”Tunesten Tarset HF... ee Elgon 38.50 
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H. G. FISCHER & COMPANY, Inc. 
Seen 





The Fischer Combination 
Electrophysiotherapeutic Treatment 
Outfit — Style “FO” Senior 


A handsome, impressive piece of office equip 
ment, compact, simple in operation yet the most 
powerful machine of its type available, and capable 
of the finest kind of results. 


No. : Code Price 


1229 Apparatus as illustrated, with necessary 
connecting cords, Kolischer Spark 
Gap, Metér and Leyden Jars........ Nionly $685.00 


Ask for pamphlet Form No, 430A. 





The Fischer Type “LO” Senior 
High Frequency Diathermy Apparatus 


Designed especially for those physicians who are 
concerned with the specific application of medical 
and surgical diathermy (electro-coagulation) , D’Ar- 
sonval auto-condensation and monopolar high fre- 
quency currents, but who have no desire for motor 
and pump features. 


No. Code Price 
1234 Apparatus as described, with neces- 
sary connecting cord, Kolischer 
Spark Gap, Meter and Leyden Jars.Nisenl $575.00 
Ask for pamphlet Form No. 430A. 





The Fischer Senior Model “V” 
Diathermy Apparatus 


Embodies in one convenient cabinet every 
modality, at any voltage or milliamperage 
required in. high frequency therapy. The 
“SENIOR” of the entire Fischer line of dia- 
thermy equipment. 3 3 


No. Code Price 
PO) Qs Sen Se a One Yacht $585.00 


The Fischer Model “V” Senior Apparatus, 
with tissue-cutting current. 


No. Code Price 
DESK Ss ea aa a Yecut $685.00 


Ask for descriptive pamphlet Form 1002A. 
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ACCESSORIES AND SUPPLIES 


The Fischer Model “G-3” 
Diathermy Cabinet 


“An Instrument of Precision, 
Beautifully Mounted’’ 


Efficient and Economical 


No. Code Price 
2125 Fischer Model “G-3” Diathermy 
Unit, with connecting cord and 

plue, but nox accessories... 4.2). Ajax $385.00. 


Ask for pamphlet Form 1012A 


The Fischer Portable Diathermy and 
_ Electrocoagulation Apparatus 


Type ‘‘GP2” . 


This unit is built into a black leatherette covered & 
carrying case, with closed lid, making it in every sense © 
a “portable” apparatus. While this is a very effective 
office machine, it is more adapted to bedside work. 
No. Code Price 
1393 With connecting cord, but no ac- 

COSSOLICSe re eee Vitat $285.00 
Ask for descriptive pamphlet Form No. 869A 





The Fischer Portable Diathermy 


and Electrocoagulation 
Apparatus, Type ‘G2”’ 

No physician’s office, no hospital or sanitarium 
is complete without some good physiotherapy 
equipment — particularly a diathermy apparatus 
of the portable or semi-portable type. Such a 
machine is a decided requisite if modern methods 
of medicine and surgery are to be employed. 
Apparatus and Cart sold separately. 


No. Code Price 
1390 With connecting cord, but 

No ACCESSOTIES 2 es Vitric $305.00 
1255 Walnut: Catts= 2 Terbo 40.00 





Ask for descriptive folder Form No. 869A 
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A Moderately Priced, Portable, High 


Frequency Diathermy Outht, 
Model ‘‘A”’ 


This equipment has been designed especially 
for use by physicians, hospitals and sanitariums 
where a convenient, efficient, portable machine of 
low price is required. 

The Fischer Model “A” Diathermy Unit, in 
mahogany case with glass top, as illustrated, on 
mobile Hospital Cart No. 1255, with connecting 
cord and plug, but no accessories, for operation 
on 110 volt, 60 cycle alternating current. 

No. Code Price 
DOA DES IGA AE La ese Gerla te Porce $280.00 





The Fischer Model “AP” Portable Diathermy Unit. 
in black carrying case, with connecting cord and plug, 
but no accessories, wound for operation on 110 volt, 
60 cycle aiternating current. 

No. Code Price 
ASA Vio ese yp Stine a DROME ONS ee ES Poree $225.00 





The Fischer Galvanic Current Generator 
ee: No. Code Price 

1200 Complete with 

~~ accessories....Galvan $125.00 

The extreme importance of the 
galvanic current in the practice of 
modern medicine is recognized by 
the majority of physicians of to- 
day, in gynecology, urology, etc., 
for depilatory work, ionization, 
rectal lesions, electrolysis, stric- 
tures; elG.- Clc: 

Ask for descriptive pamphlet 

Form No. 524A. 





The Fischer Electro-Surgical Tissue 
Cutting Apparatus 


Outfit is mounted in a black leatherette-covered 
carrying case. Weight only 49 pounds. 

The very latest technic advocated by those surgeons 
who have made a study of electrical tissue cutting 
may be employed with this apparatus with an assur- 
ance of success. 

No. Codes Price 
ZAI Oe Se scat Ree i mae Sd ee eS Anco $225.00 
Ask for descriptive pamphlet Form 1035 
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ACCESSORIES AND SUPPETES 
ee 
Ne ————— 

The Fischer Low Voltage Generator 


A newand tremendously improved ap- 
paratus for the production of continuous or 
surging alternating or direct current. Cur- 
rents available are: straight galvanism, surg- 
ing galvanism, a direct current dwell wave, 
straight alternating at a very high fre- 
quency of oscillation, surging alternating, and 
an alternating dwell wave. 


No. Code Price 
2206 Complete with connecting 
cable’: and stand “as.-illus: 


trated Appel $495.00 
Ask for descriptive pamphlet Form No. 1037 


No. 2140. Fischer Junior Model “Y” Portable 
Diathermy Apparatus, with connecting cord 
and plug, ready to attach to the 110-volt, 60 
cycle alternating current, with no accessories. 


Code=Warathys He Bee Price $125.00 
Ask for pamphlet Form No. 985A 





The Specialist’s Eye, Ear, Nose and 
Throat Combination Cabinet 


This new equipment is built in a lower cabi- 
net than formerly, as most specialists sit down 
at this work and desire all the electrical outlets 
atomizers, spray controls, etc., as near at hand 
as possible. These features have all been 
admirably taken care of on this apparatus. 


No. Code Price 
120352 Le Neuris $530.00 


Ask for descriptive pamphlet Form No, 1007A. 
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H. G. FISCHER & COMPANY, Inc. 








The Fischer Type “S” 
30 Milliampere 
Coolidge Radiographic Unit 
No. Code. = Piice 
1225 Capacity, 30 M. A. at a 5- 
inch gap. Complete with 
connecting cords, acces- 
sories and supplies, includ- 


ine Coolidge Tube-.t-2-2: Mater $850.00 
Ask for pamphlet Form No, 353A. 
> kom B 






Dp Mop ? The Fischer Improved 
: Interrupterless 


X-Ray Transformer 
Ty pe “> _B” 


No. — Code. Price 
805 Capacity, 60 M. A. at a 6-inch gap. With 
connecting cords and cord reels, only, _ ; z 
no. accessories CAs. Ce) i Fiat a eee Vacaice $700.00 
Write for pamphlet Form No. 341A. 





: 5 je 


T 


No. Code Price 
1400 Mounted on 

Mob ke 

Base 25 Meiny $440.00 


he Alpine Sun Lamp 


Following our policy, this new 
model Alpine Sun Lamp is the 
outcome of observations and 
careful studies made of the use 
of the quartz lamps in the hands 
of the physicians. This appara- 
tus is so constructed that it in- 
creases the efficiency of such 
work, making it more convenient 
to manipulate, and more durable. 


Send for descriptive pamphlet 





Prices on Hanovia Equipment are F. O. B. Newark, N. Je 
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ACCESSORIES AND SUPPLIES 
Te ——————— re 


Kromayer Lamp — Portable 
(Self-Contained Unit) 


No. | Code Price 
PSO ee Fe es Wallet. $615.00 


Cooling system is contained within the 
standard, making outside water connections 
unnecessary. In the alternating current 
lamp the transformer is also contained in 
the standard. Self-suspending burner per- 
mits of free manipulation. 


Send for descriptive pamphlet 





Combination Unit — Alpine 
Sun and Kromayer Lamps 


No. Code Price 
ee Se ee oe, Midst $795 OO 


By far the greatest effect of the sun’s 
rays is due to the ultra-violet, but a 
more intense producer of ultra-violet 
rays is the quartz lamp. Here the rays 
are always available, always constant, 
and can be administered in quantity to 
give the desired results. 


Both the Alpine Sun and Kromayer 
Lamps are producers of ultra-violet 
rays, that give the maximum intensity 
for therapeutic procedure. 


Send for descriptive pamphlet 


























The Kromayer 
Ultra-violet Lamp 


No. Code Price 
Pe Micro $495.00 


“ahs type presents a- con- 
venient and intense source of 
ultra-violet rays, with features 
and ability to function, far sur- 
passing any other apparatus of 
similar purport. 


Send for descriptive pamphlet 





The “Luxor” Model 
Alpine Sun Lamp 


The definite results accomplished 
through the use of quartz light 
therapy by the medical profession 
in treating disease, has made it 
patent that a quartz lamp be made 
for the patient’s use in carrying out 
the treatments as prescribed by the 
patient’s physician in his own 
home. 

The  Patrent's Model Luxor 
Lamp is a very simple, compact, 
self-contained unit embracing many 
convenient devices and insuring 
flexibility in all usages, that mav 
be prescribed for it, by the pa- 
tient’s physician. 

No. == Code™. Price 
13907 ee Wigwag $300.00 





Prices on Hanovia Equipment are F. O. B. Newark, N. J. 
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ACCESSORIES AND SUPPLIES 


Reserve Burners for Hanovia Alpine and Kromayer Lamps 
Alpine Sun Lamp Burners 





faa! setae Sy 
Alternating Current Direct Current 


The Alpine Sun Lamp Burners have been regarded for many years as 
the most efficient type of quartz lamp burners manufactured. They are of the 
entire quartz mercury anode type. 


romayer Burners 

The Kromayer Burner is of the ; 
entire quartz mercury anode type. Ge ee sco 
Its longer. lite and lower-operating -< “3 3} ge eS 
cost in comparison with other burners :..-.- Oe 
have been conclusively proved. ' ZS 


wotee 
. 


A service which is distinctive with 
HANoviA is the repairing and ex- 
changing of worn out or injured 
burners at a very nominal cost. 





Price List 


No. Code Price 
750 Alpine Sun Lamp Burner (either 90-120 or 200-240 volt, 60 

eyclealteriatine current io. an ee ee ee IVildly $200.00 
752 Kromayer Burner (either 90-120 or 290-240 volt, 60 cycle 

alternating. current) in case, complete... 7s Waimnple 255.00 
756 Alpine Sun Lamp Burner for direct current (90-120 or 200- 

CAV EV. OItS)) Sears cei ee a ae eee gen a Winery 128.00 
758 Kromayer Burner for direct current (90-120 or 200-240 VOLTS) =. 

IM Cases COMplete a2. < ies Ihe ee ee Witily 175.00 


(For other than 60 cycle, add $50.00 to prices.) 


Hanovia Alpine and Kromayer Burner Repairs 
‘these burners may be repaired or exchanged at the following prices: 


AC. Alpines Burner Repaite:. 2 8 i Se 2 ey ee $60.00 
DD. GC 2Alpine:Butner -Repaitec...0 0 a Pe eee 48.00 
A> Gwkromayer Burners Repail 2 i ee See 78.00 
DG Kromayer Burner-Repalt. 222 22. ae ee ee 
(These prices apply in all cases where all parts of the old burner are returned.) 
New metal cases for A. €or D. ©, Kromayer Buiners.4 3 $20.00 


CARBON ARC LAMPS 


We have a complete line of Carbon Arc Lamps, for ultra-violet, visible and 
infra-red radiation, ranging in price from $48.50 to $250.00. | 

The Fischer Twin Carbon Arc Lamp, Model “M,” selling for only $48.50 
(see description on page 79). 

An. Automatic.Single Arc Lamp for $135.00. The National Twin Carbon 
Arc Lamp for $137.50. The Duo-arc Automatic Twin Carbon Arc Lamp for 
$250.00. : 

Details will be sent you on request. 


Prices on Hanovia Equipment are F. O. B. Newark, N. J. 
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The Fischer “Superior”’ 
Radiant Therapy Lamp 


No. Code -.Price 
LOD. ee ae Firaap $125.00 


Medical literature abounds in 
reports of the desirability of 
light therapy in many condi- 
tions. There come to the mind 
of the progressive physician 
many instances where it is 1n- 
dicated as a curative, or a valu- 
able adjunct and_alleviative. 
The logic of light stands out 
pre-eminently. 


Send for descriptive pamphlet 
Form No. 6/4 





Fischer ‘Superior’? Radiant Therapy Lamp 
for Ceiling and Wall Suspension 


No. Code Price 
1297..Wacker $82.50 


At Left—Fischer 
“Superior” Radiant 
Therapy Lamp with 
Ceiling Suspension. 
Counterweight and 
Switch combined. 


B-- No: Code Price 
. 1296..Wabble $110.00 


At Right—Fischer 
“Superior” Radiant 
Therapy Lamp with 
Wall Bracket Sus- 
pension. Counter- 
weight and Switch 
combined. 


Send for descriptive 
pamphlet No. 889 — 
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The New Fischer 
Twin Carbon 
Arc Lamp--- 


which delivers as much Ultra-violet, Visible 
and Infra-red Radiation as any Carbon 
Arc Lamp now on the market operating on 


a lighting circuit—and yet at a price of THE 

only $48.50—with installments if you wish! NEW 
A new therapeutic | -oduci Meee 
ip peutic lamp producing a ‘ony 

spectrum of infra-red, visible and ultra- 

violet rays . . . epoch making in design, 

in efficiency and economy. 

No. = = Code Price 

LON ee ee Twimal $48.50 








Diathermy Therapy The Story of Diathermy 
106 pages of standard technics, cov- 
ering the various conditions in f thi 
which Diathermy is_ indicated. e = 
Profusely illustrated. Price, $1.00. 


The history, theory and practice 
new branch of medical 
science. No charge. 
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Available Reprints on Various 
Physiotherapeutic Subjects 
( Alphabetically by Author) 


PLEASE NOTE: It is a pleasure to publish reprints for the good cause of better 
physical therapy, but at is quite an expensive procedure. We will appreciate tt, therefore, 
if you will imclose stamps at the rate of 5 cents for each reprint desired. While this is a 
seemingly small matter, it will enable us to distribute more and better reprints on more 
varicd subjects without effecting too great @ hardship on ourselves. 
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Mesh. Belt: Eleetrode=3 35s: 21 | Kectal Cone (Pennington) 58 
Mesh Electrode Connector .............. 9-41 | Kectal Electrode, Flexiblez =. 26-27 
Mesh. Electrodes A000 6,7 | Rectal Electrode, Two Pole... 2A 
Mesh Sponge Electrodes.................. 7.8-|. Rectal -Specula, ‘Glass_- 20 
Mesh Cutts. 22 ne eee 7 | netractor,: Pillar 2.7 2 ee 15 
Maulhampere: Meters 2:33.32 se 34.|' Rotary Converters: 2 ees 50-51 
Moist=bPad Blectrodesiz2: 25 Rowell Urethral Electrode Set 2 18 
Morse Electrode Support.................. 27 «|, Rubber. Vacuum. Cups. 2 65 
Morse-Fischer Adapter. .................. 28 
IMGfOREG ease: 51x: eae os 65 S 
Multiple Section Spark: Gap....222... 33 
Muscle Testing Pads... OB | Sait, Eléctroyic * 
Sand bags eS sos eee 9 
N Shield for= Diagnostic: Lamp: 3 45 
sigmoid. Electrode= 2... 2.2 es 23-27 
Nagelschmidt Condensation Elec- sigmoid. Electrode, Flexible.2222 24 
trOdGS 22 see ee ee Alc Sintisoidal= Cords... ee 29 
Nasal’ =Speculum:< 2.2.3 = 54=| «Sinusoidal: Handles: 33a 30 
Nebulizer: =... 61 | Sinus Suction Bottle, Fischer........ 65 
Needle Holder, Galvanic......0.......... 29>\ Sinus otiction= bube: sa 60 
Needles: 2Galvanies 22 ea 29°31" Sound Wabratode™.... 0 es 59 
Non-vacuum High Frequency Spark. Gap, Kolischer.s.0. 33 
Mlectrodess i sie ee 40°) Spark Tnterr up ter. Pomts: 
Tungsten) 220-5 ee eee 
O opecula, “Glass. 2 se eo ee 20 
Spectlumr arses ee 31 
Oil for Refilling Transformers...... 342) opeculum,: Nasal Se 
@7one-GeneratoOnn ee ee ee 44 Speculum, Wire Bathsees = eee 20 
Sponge Mesh Electrode................... 7 
Spongio Disc 22 ee 29 
_P Starting Boxes for Rotary Con- e 
ade Mleetrodés.. 2.i8i hc 13- Verter © — oa ar ae 
Pads for ee Sp ateiee ae Static Arrester (Condenser ).......... 56 
Parametric: electrode: 322.3333 20 Suction Bottles ..... SraSScaion eee ae 62-65 
Paste Wiatherny oe g | Suction Tube for SinuS. 2 ees 60 
Dele Plectrodas banc = 29 | Support for Morse Electrodes........ 27 
Pennington Rach Osho 5g | surgical Diathermy Electrodes....14-15 
Pilot Lamp cece... 56 | SWitch, Foot, Electro-coagulation.. 16 
Pillar RettactOr 23. ees 15 Switch, Safety sees 30 
Plank Surgical Diathermy Elec- 
ER OCC ies oe ee 15 T 
Pneumatic: Vibratodes: =.2.:..2 57-58-59 
Pope's “Dilators= 2a. ee es 57-1 + Lable::Treatment,32 18 
Powder. Blower. 2.055 se 61 | Testing Pads, Small Muscle............ 28 
Pressure blandle. <2: oe case 60 °j° Therapeutic Arc Carbons.: 20 53 
Pressiiréebubing ose 60/| Therapeutic Lamps: 35 53 
Pressure Valve Attachment .......... 63 | Thermometer, Diathermy ............ 18-20 
Prostatic Electrode: .2::24.5.- 21-23-27 | Thometz Tonsil Electrodes........-...-- 16 
Pump: Greasee ie ee 65 1° Timers Treatment: 222.3223. 30 
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Tin for Diathermy Electrodes........ 11 4: Urethral Sounds 2222 22 

Tissue Cutting Handle and Knives 15 

Tissue Cutting Apparatus..............-- 72 V 

Aonetie Wepressoty =... 2-2 46 

Tonsil Electrode, Plank............-.-....- 15 | Vaginal Electrode, Metal............... 

Tonsil Electrode, Thometz.............. TO os ee ee 19-21-23-24-27 

Tonsil Electrode, Knotts........-....:... 15 | Vaginal Electrode, Two Pole.......... 24 

Transformer, Cautery and Diag- Vaginal Specula, Glass.......0.-.....-.-.. 20 
NLOSIC  -n2-----eene--neeneneene eee ceeenece tees 47} NMalve Attachment, Pressure... 63 

Ptianctonmer Ol oso. an... 34:1 Valve CutZofi. DeVailbisse! 25 62 

Mac atimaety euaDle cs. 22 2... }. 22 e-- ee 185) ?Valve;Wacuum 28a See eh Ie 63 

Pebine) EGeSSUTe: 2.22 ae os 6071: Vibratodes:2 22 Se ee 58-59 

Tungsten Lamp (Diagnostic)......45-46 | Vibratodes for Air Hammet.......... 57 

dungsten Sparks Points. - 35 | Vibratodes, Pneumatic ......2....------ 58-59 

ammpinate = lectrodes, 5-20... 16 | Vibrator, Air Hammer..............-.--.-- 57 

Volt: Control... ee eee 32 
U 

Ultra-violet Accessories .....-......------ 54-55 Ww 

Universal Diathermy Clamp............ 8 | Wire Bath Speculum............-..-.--- 20 

Urethral: Electrodes 22.0.0, 18-22 | Wire, Fulguration .......... pe ee 4? 
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